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SAFETY INSTRUCTIONS 



WARNING: . u i 

•j*[-i0se servicing instructions are of use by qualified personnel only. To reduce the risk of electric shock, 

do not perform any servicing other then that specified in the Operating Instructions unless you are fully 

qualified to do so. 



Read these pages carefully before installation and use of the instrument. 



The following clauses contain information, cautions and warnings which must be followed to ensure 
safe operation and to retain the instrument in a safe condition. 

Adjustment, maintenance and repair of the instrument shall be carried out only by qualified personnel. 

SAFETY PRECAUTIONS 

For the correct and safe use of this instrument it is essential that both operating and servicing personnel 
follow generally-accepted safety procedures in addition to the safety precautions specified in this manual* 
Specific warning and caution statements, where they apply, will be found throughout the manual. 
Where necessary, the warning and caution statements and/or symbols are marked on the apparatus. 

CAUTION AND WARNING STATEMENTS 

CAUTION: 

Is used to indicate correct operating or maintenance procedures in order to prevent damage to or de- 
struction of the equipment or other property. 

WARNING; 

Calls attention to a potential danger that requires correct procedures or practices in order to prevent 
personal injury. ^ 



SYMBOLS 

Protective earth (black) 

(grounding) terminal 

IMPAIRED SAFETY-PROTECTION 

Whenever it is likely that safety-protection has been impaired, the instrument must be made inoperative 
and be secured against any unintended operation. The matter should then be referred to qualified 
technicians. 

Safety protection is likely to be impaired if, for example, the instrument fails to perform the intended 
measurements or shows visible damage. 

GENERAL CLAUSES 



WARNING; 

The opening of covers or removal of parts, except those to which access can be gained by hand, is likely 
to expose live parts an d accessible terminals which can be dangerous to live. ^ 

The instrument shall be disconnected from all voltage sources before it is opened. 

Bear in mind that capacitors inside the instrument can hold their charge even if the instrument has been 
separated from all voltage sources. 



WARNING; 

Any interruption of the protective earth conductor inside or outside the instrument, or disconnection 
of the protective earth terminal. Is likely to make the instrument dangerous. 

Intentional interruption is prohibited. 




Components which are important for the safety of the instrument may only be renewed by components 
obtained through your local Philips organisation (see also chapter 8). 

After repair and maintenance in the primary circuit, safety inspection and tests, as mentioned in chapter 
8, have to be performed. 
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2. OPERATING PRINCIPLE 

2.1. basic PRINCIPLE OF OPERATION, fig. 30 a 

The operation of the PM 5390 1 GHz RF synthesizer is based on the principle of indirect synthesis; 

frequencies are generated by VCOs (Voltage Controlled Oscillators) in digital Phase-Locked Loops 
(PLL). 

Four of the six frequency ranges -for frequencies from 340 to 1020 MHz- are generated by the maid 
oscillator VCO la ... Id. Mixer oscillators VCO 2a and 2b generate 4 fixed frequencies for mixing 
with the corresponding 4 frequency ranges of the main oscillator. 

The two lower frequency ranges from 0.1 to 340 MHz are generated by mixing VCO la or VCO 
(assisted by VCO 2 just mentioned) with the fixed 510 MHz frequency of VCO 3. For this the output 
signal is switched to mixer 2. 

All 3 oscillators VCO 1, VCO 2 and VCO 3 are related to the 5 MHz X-tal reference oscillator . 

Frequency control operates by comparing the output signal from VCO 1, mixed with the relevant 
frequency generated by oscillator VCO 2, with a signal from the reference oscillator. Both signals are 
divided down to 1 kHz - the reference signal by a fixed reference divider and the output signal by a 
programmable divider controlled via ports by the microprocessor. 

Also in phase-locked loop 2 the frequency is controlled via ports by setting the division factor of divide r 
2, in this case to 4 values for the 4 fixed frequencies. 

Frequency synthesizer HEF 4750 and programmable divider 1, HEF 4751, are two ICs matched to each 
other. Divider 1 provides a 'fast output' FF to allow fast frequency locking and a 'slow output' FS which 
is used for fine phase control. 

2.2. description OF THE BLOCK DIAGRAM, fig. 30 

The instrument works under control of the 8085 microprocessor within the central processing unit, 
CPU. The program memory consists of two EPROMs. On the data memory chip two further functions 
are implemented, i.e. a timer , generating sweep control signals, and 12 output ports for the modulation 
modes on the modulation interface. In the long-term data memory up to 8 complete parameter settings 
of the instrument can be stored and recalled. For this the BATTERY switch at the rear panel must be 
set to '1' (ON). The low-power CMOS RAM is backed-up by a NiCd battery pack. It ensures storage 
after mains switch off or in case of mains failure. Ports 2 and 3 on unit 2 and port 1 on unit 1 control 
all circuitries on the various units. 

The keyboard/display unit 5 contains all display elements and switches (keys). Together with unit 4 
it forms a sandwich pack. The central circuit on the kevboard/display interface unit 4 is the micropro- 
cessor controlled keyboard controller. This interface component produces the scan signals for the key- 
board matrix and picks up the return lines, sends the data information for the 7-segment displays and 
controls the multiplex lines for the display positions. 

The I EC bus interface is built-up in standard configuration. The data, transfer control and management 
signals are transferred via a flat cable from the IEEE bus connector on the small unit 6 at the rear 
of the instrument to the interface. The address switches are also attached to the small rear unit. 

The operating principle of the oscillators VCO 1 . VCO 2 and VCO 3 was already described in the pre- 
vious chapter 2.1. The output of the main oscillator VCO 1 is fed to the automatic level control. Afn- 
plitude modulation can be added after this stage. Video modulation is also applied here. 
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Output attenuation is provided in two stages: fine adjustment is carried out by the pin-diode atteniito r 
in the RF oscillator unit, providing a continuous range from 0 to 20 dB in 1 dB steps. Coarse attejH ^- 
tion is achieved outside the RF box by a 100 dB attenuator in 10 dB steps. For the PM 5390 S vefsion 
a 20 dB power amplifier is added. The RF signal is then fed to the RF OUTPUT socket. 

Frequency modulation signals are fed to the mixer oscillator VCO 3 in order to have a constant moclLi- 
lation coefficient. FM is only possible in the two lower frequency ranges up to 340 MHz, as VCO^ is 
active in those ranges only. 

The modulation interface unit 3 processes and matches the modulation signals for the RF units, i«e. 
the Internal and external FM, AM or VIDEO. The different modes are controlled via port 1 on unit 1 . 
The sound part consists of a sound carrier oscillator/modulator (switched in during VIDEO), ajjilz 
oscillator and an input circuitry for external/internal sound signals for generation of AM and FM moclu- 



lation. 
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3. 

3.1. 



CIRCUIT DESCRIPTION, FAULT FINDING, PM 5390 

CENTRAL PROCESSING UNIT, lEC BUS INTERFACE; UNIT 1, fig. 37 

The CPU of the PM 5390 contains the 8085 microprocessor, the program and data memory and the 
output ports for the modulation interface. 

The 8085 microprocessor has a multiplexed address/data bus ADO-7 and the address bus A8-A15. 

1C 317 latches the address information from ADO— 7 by means of the signal ALE (adress latch enable). 
This address information at the output of 1C 317 feeds the address inputs of the program memory, ICs 
306/311 and the data memory, 1C 313. The more significant address lines A8-A11, necessary for the 
program memory, are directly fed from the processor to the memory chips. The address lines A12-' 
A14 from the processor are decoded by the address decoder IC 320 to 'chip enable' / 'chip select 
signals for the memory circuits, ports and keyboard interface. The three Input lines contain a binary 
information which is formed to a Tout-of-8 signal at the output lines of this decoder. 



The solder switches C and D connect pin 21 of IC 306 either to +5 V or to the address line A1 1 to select 
the PROM type 2716 or 2732 for this socket. The OR-gate 312 attaches the signals RD and 10/M to 
the control signal OE {output enable) for the two PROMs. This line being 'low' enables informations 
from the PROMs to be read by the processor. 



Corresponding to 
f ied several times 
In case of faulty 



modifications and technical improvements during production the software was modi- 
(indicated by labels on !C 306, IC 31 1/unit 1 ). 

PROMs normally the same software has to be replaced. Please order loaded PROIvls 



directly via Philips Supply Center Service, Hamburg. 



The integrated circuit 318 is a multifunction chip with a RAM of 256 bytes, two 8 bit and one 6 bit 
input/output ports and a programmable timer. The RAM memory is used by the processor as working 
storage. Ports A and B send control signals from the processor to the modulation interface, unit 3. 
The third port (C) senses the states of the solder switches E and G which indicate the version of the 
instrument (G for PM 5390 S) and of the lines OLOC and ODVD from the I EC bus controller 305. 
The timer within IC 318 generates sweep intervals, which result from a counter value loaded by the pro- 
cessor into the timer and counted down with the 30 kHz frequency of IC 302. 

The timer output 318.6 sends the information 'counted down' via NOR-gate 307 to the RST 5.5 input 
of the processor. When this interruption is received the processor will load the timer again with a value 
according to the required sweep interval. The resolution of the sweep time adjustment is —with the 
clock frequency of 30 kHz- 1/30 000 = 33.3 /is. Timer control and data handling with the processor 
are performed by the control inputs CE, RD, WR, 10/M and ALE. 

The integrated circuit 313 is a further RAM memory with a capacity of 128 bytes. This CMOS RAM 
stores the parameter settings; it is supplied by the built-in battery (NiCd accumulator) 805 and stores 
the parameters when power is switched off. The battery can be switched off by means of switch 841 
at the rear of the instrument. 

Attention: The storage time is dependent on the charging state of the battery: 



Storage time 


charging time 


1 day 


1 hour 


5 days 


3 hours 


10 days 


8 hours 


mains supply 




switched off 
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Attention: In order to prevent damage to the battery by complete discharge, the BATTERY switch 
must be set to OFF, if the instrument will not be used for approx. 3 months or more. 

If the battery was completely discharged by mistake it can only be loaded by desoldering 
from the p.c.b. and separate loading. Damaged batteries must be replaced. 



During normal operation the battery is charged from the +5 V supply via diode 401 and resistor 611 , 
with power off diode 401 blo cks th e current and only the ICs 303 and 313 will be supplied by the batta- 
ry. Gate 303 keeps the lines MRD and MWR in a state that no information in the circuit is destroyed . 

The low voltage detector 321 contains a comparator which switches the output pin 4 to 'high' when 
the supply voltage is decreased below +4.2; this switching level is determined by the resistors 614 and 
616. During normal operation the low voltage detector enables the address decoder 320 and the pro- 
cessor, in the moment of power off they are disables immediately. 

By means of the solder switches A and B the input line SID is fixed to 'low' in order to avoid distur- 
bances because this input is not used. 

A further part on unit 1 is the lEC-bus interface comprising the bi-directional bus drivers 301, 304-, 
308 and 314 for signal connections to the I EC bus and the I EC bus controller 305 which performs 
the data transfer, handshake procedure and control functions. The switches 842 - 844 at the rear of the 
instrument serve for setting the I EC bus address. Shift register 315 senses the states of the switches 
via the parallel inputs and gives this Information via the serial output to the serial address input, ISR 
of 1C 305. 

When a data transfer via the I EC bus is started, 1C 305 has to detect whether information received 
address corresponds to the address set by switches 842 - 844, the data transfer via buffers 309/310 
is enabled by means of the signal ODVD attached with signal RD and the enable line from the address- 
decoder 320. The local/remote signal from 1C 305 is sent via the buffer 309 and the NOR-gate 307 
to the trap-input of the processor. Capacitor 504 and resistor 601 effect that during change from local 
to remote only one short pulse is fed to the trap input; the diode 402 clips negative pulses originated 
by this capacitor. The solder switch F serves for test purposes only; the switch being open blocks the 
data transfer from the I EC bus to the data bus of the processor. 

The Diode 403 and capacitor 507 between the clear output OCLR, 305.33, and the Input RST 6.5 
of the processor lengthens the clear pulse of the controller. 

The 3 MHz clock supply on unit 1 is performed with the 'elk out' signal of the processor. The clock 
is divided to 1.5 MHz for the I EC bus controller and the address shift register and to 30 kHz for the 
timer input. Clock division is done by the counter 302. 

All general and detailed information about functions and fault finding in the lEC bus system can be 
found In the 'Philips Instrumentation System Reference Manual', 9499 997 00411. 
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3.2. CONTROL UNIT; UNIT 2, fig. 38 

Unit 2 contains all ports, buffers and drivers to control the different circuits. The ports are fed with 
information from the microprocessor on unit 1 via the multiplexed address/data bus; this information 
is stored and sent via buffers an drivers to the reed relais and attenuators by means of which the required 
parameters are converted. 

The ports 2 and 3 contain memory registers to store the data bus information from the processor and 
output buffers to drive the output lines. These lines are divided into three groups A, B and C, each of 
them with 8 input/output lines; in this instrument they are used only as outputs. 

The output lines A0-A4 of port 305 are directly fed via connector D and buffers on the motherboard, 
unit 10, to the RF unit 2 for control of the programmable divider 2, ICs 308-311 . The outputs A6 and 
A7 as well as B0-B3 send their information via inverting buffers 316 and connector D to the mother- 
board and control the relais 801 - 806, the contacts of which switch the supply voltages for the 6 VCOs 
of the main oscillator in the RF unit. 

The output lines B4 and B5 control the relais 808 and 807 via the transistors 337 and 338: they switch 
the output signal of the pin-diode attenuator to mixer 2 and actuate VC03 and the low-pass filter 
U10/U1 1 on the RF unit 1 for the 2 lower frequency ranges, 0.1 - 340 MHz. All these points in the RF 
unit require control voltages being quite accurate and without saturating voltage of transistors or drivers; 
therefore reed contacts are used. 

The transistor 335 on unit 2 is not fitted in the standard version, but for the option PM 5390 S. The 
input of the transistor is driven from the port output B6; the output drives a relay which activates the 
20 dB power amplifier in order to get a higher output amplitude of 1 Vrms. Actuation is done by 
switching the amplifier supply voltage from -12 V to +24 V. 

The remaining output lines of port 2 (B7 and C0-C7) are used to control the coarse and fine attenuator 
in order to set the output amplitude from -127 dBm to -7 dBm. The lines C5-C7 are converted from 
TTL level at the port output to +12 V; this level is necessary to control the programmable attenuator 
which sets the output level in steps of 1 0 dBm. 



Fine attenuation of the RF signal is performed by pin-diodes in the RF unit controlled by the D/A 
converter on unit 2. The port outputs C0-C4 feed their currents through resistors 605 - 609 into the 
summing point of the operational amplifier 308. The values of these resistors are weighed. 3 more lines 
control the pin-diode attenuator: the outputs BO' - B2', port 3, 1C 309, are converted from TTL-level 
at the port output to 12 V level for CMOS; they control the solid state switches 1C 310, by means 
of which the resistors 639, 652 and 653 are switched to +12 V feeding a current into the summing 
point of 1C 308. 

Thus with port 2, C0-C4, a total number of 8 lines control the D/A converter for the pin-diode attenu- 
ator, which corresponds to a resolution of 256 points; the sum of the currents will produce a volt39s 
drop at resistor 683. Thus the output of 1C 308 shows a DC-level depending on the current through 
resistor 683. The working point is set by resistor/potmeter 638/681, the gain by resistor 662, depen- 
ding on the characteristic of the assigned pin-diode. For further details see also chapter 3.5.4. 

The programmable divider 1, 1C 301, HEF 4751, together with HEF 4750, VCO 1 and two 10/1 1:1 
prescaler on RF unit 2 build the phase-locked loop frequency synthesizer system of the instrument, 
see figs. 3 and 30. 




3-4 



AO' - A5' of port 3, 1C 309, control the programmable divider 1. Conversion from TTL- to CMOS- 
level is achieved by AND-gates 302 and 306, the outputs of which are connected via the pull-up 
sistor network 601 to +10 V. These 10 V are generated at the reference diode 401 and the resistor 
604 from the 12 V supply. At the outputs FB2, SY, FBI the +10 V are converted to ECL levels for th^ 
1 0/1 1 :1 prescalers on RF-U2: 9.5 V for high, 8.2 for low level. 

The frequency of the main oscillator VC01, mixed with VC02 to 50 MHz - 220 MHz, is divided to 
provide 2 control signals for the phase comparator within 1C 314; a fast 10 kHz control output FF for 
fast frequency locking and a slow 1 kHz control output FS for fine phase control. The division factor 
50 000 - 220 000 is set by 6 ports AO' - A5', BCD coded, in a bit-parallel, digit-serial format. The second 
input of the phase comparator is the 10 kHz reference frequency, derived from the 5 MHz oscillator 
via the 500:1 divider within 1C 314. The program clock is 130 kHz, derived from the 5 MHz oscillator 
and the 23:1 divider 4, !C 307. The division factor 23:1 is achieved by connecting the outputs of 1C 30^ 
via NAND-gate 31 1 to the reset input. 

The function of the programmable divider and phase-locked loop is further described in chapter 3.5.3 
with fig. 8. 

Another function on unit 2 is the sweep ramp generation. The sweep time divider, binary counter 312, 
counts pulses sent from the timer on unit 1, input TCU. The output lines are connected to the summing 
point of the operational amplifier 304 via the resistors 643 - 648 the values of which are binary weighed . 
The currents through the resistors generate a voltage drop a resistor 635 in form of a staircase signal. 
The output of !C 304 is connected to the SWEEP TIME OUT socket at the rear of the instrument, where 
a staircase voltage from 0 to 500 mV in 50 steps of 10 mV each is available; the length of a staircase 
rannp, i.e. the sweep time, can be adjusted from 0.05 s to 20 s. 

At each step the CPU increases the actual frequency by 1/50 of A frequency, starting at the set FRE— 
QUENCY and ending at FREQUENCY plus A FREQUENCY. Sweep is only possible within one of the 
subranges. 

For the sweep frequency generation and more details about the sweep ramp generation see chapter 3.5.5. 




3-5 



3.3. MODULATION INTERFACE, UNIT 3, fig- 39 

Processing and matching of the modulation signals for the RF units, i.e. the internal and external 
am or VIDEO are achieved by unit 3. The different modes are controlled via ports P1/B0-6, P1/A4-7, 
P1/A0-1 of CPU, unit 1, and are switched by inverters 351/352 and FET-switches 353 ... 356. These 
switches are supplied by ~2 V at pin 7 and +12 V at pin 14. 

Detailed information of the logic states and port outputs for all modulation modes is given in table fig.1 
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Fig. 1 Unit 1 and 3; logic states of port outputs for modulation modes 

The sound part consists of a sound carrier oscillator/modulator (switched in during VIDEO), a 1 kHz 
oscillator and an input circuitry for external/internal sound signals for generation of AM and FM modu- 
lation. 

The 1 kHz oscillator is a RC oscillator based on the Wien-bridge principle, the components of which are 
654, 535, 534, 659. A rectifier is added balancing the differential amplifier 307/1.2. So the stability 
of oscillation and amplitude is achieved. The oscillator is switched in by 355/L. 

For external FM sound signals a decoupling preamplifier 306, 307/5, 308 is available. By means of 
soldering link F the required pre-emphasis of 50 jus can be obtained. 

In VIDEO/FM-mode the modulation signal is applied via FET-switch 355/E to the sound carrier osciHa- 
tor/modulator. In FM-mode (f =0.1 - < 340 MHz) the FM modulation signal is applied via switches 
354/H or 356/A and output FM (point 21 ) directly to the RF-unit 1 . 

In VIDEO/AM-mode the modulation signal is applied to the sound carrier oscillator/modulator via 
FET-switch 355/B. In mode RF carrier / AM the modulation signal is fed via IC 357 to the AM am- 
plifier 304/4 ... 1 1. 
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The sound carrier oscillator and -modulator is a Colpitts-circuitry with transistor 309. The sound carrier 
frequency can be set to 4.5 MHz, 5.5 MHz, 6.0 MHz or 6.5 MHz by means of corresponding solder links 
A, B, C. For 6.5 MHz all solder links are open. Adjustment to the correct frequency is achieved by 
trimmer 552, 556, 560 and 564. 

The frequency modulation of the sound carrier occurs by varicap 410, whereby the deviation for 5.5 
MHz is adjusted by potmeter 692. The deviation of the other sound carrier frequencies depends on tbe 
capacitance ratio. Transistor 31 1 serves as amplitude modulator. 

The VIDEO input is ac-coupled. A sync-separate circuitry (513, 614, 615, 616 and 302) separatesa 
sync-clamp-pulse in order to clamp the external signal to ground by transistor 303. The external signal 
is buffered by transistor 301. By scaling resistors 619 and 620 the accurate signal level is added to tte 
sound carrier signal to the input of signal-addition-amplifier 304/1, 2, 3, 12, 13, 14. Positive or negative 
video modulation is selected by solder links E or D. 

Adjustment of the dc-ievel at the output AM/VIDEO in video mode is achieved by potmeter 631. The 
residual carrier signal is adjusted by 645. 

Final amplification takes place in the second signal-addition-amplifier 304/4 ... 11 where the preampli- 
fied AM-signal is applied via 547. The correct working point of this stage is adjusted without any modu- 
lation by potmeter 639. During AM-mode the level of the RF carrier is reduced by 6 dB, realized by 
switch 353/K and resistor 633. 

3.4. KEYBOARD/DISPLAY; UNIT 4. 5; figs. 40, 41 



The central circuit on unit 4 is the microprocessor controlled keyboard controller P8279. This interface 
component produces the scan signals for the keyboard matrix and picks up the return lines, sends the 
data information for the 7-segment displays and controls the multiplex lines for the display positions. 
The LED s INT, AM, FM, VIDEO, EXT, REMOTE, SINGLE and CONT are driven from the port outputs 
on the CPU, unit 1 , via the buffers 305 and 306 on U4. 

The information from the processor is fed to the keyboard controller via the data bus ADO - AD7; 
^ data transfer is performed by the control signals RD, WR, Clk, RES and IRQ. The chip select signal 
CS is generated on the CPU-card from the address decoder 1C 320, pin 7. 

Data information for the 7-segment displays is sent via the lines OUT BO - OUT B3 to the 7-segment 
decoder 1C 308 which generates 7 output lines for the segments, the decimal points are driven by the 
outputs A1 and A2 via gate 303 or by the timer circuit 1C 307 for blinking decimal points. 

The scan information is contained in the four lines SLO — SL3 which are decoded to Tout-of-16 with 
the decoder 301. When the outputs of this circuit are switched on {= Low) the according display posi- 
tion is lit. Thus the data information at the lines a-g (7-segment) together with the according set multi- 
plex line give the complete information for each display position. Coordination of the timing between 
data information and multiplex line is automatically done in the P8279. 

Three of the scan lines SLO — SL2 are used to scan the keyboard matrix. The BIN - BCD decoder 304 
produces the information for the scan lines of the keyboard-matrix, the return lines are connected 
directly to 1C 302. Pressing one of the keys effects I RQ (interrupt request) be sent to the main processor 
on Unit 1 ; after this it is possible to transfer the code of the key via the data lines ADO - AD7 from the 
keyboard controller to the CPU card. 



The integrated circuit 307 is a timer circuit which generates the flash-clock for the decimal points 
(during input) or for the digits in case of exceeding the specifications for the parameters. Flashing of 
the decimal points is enabled by th^puts 'FM flash' or 'VIDEO flash' being set, the blinking display 
positions are effected by the output BD of 1C 302. 

Unit 5 contains all display elements and switches (keys) and together with unit 4 forms a sandwich 
pack; interconnections between themselves and connections to the motherboard, unit 10, are done yia 
CIS connectors. 
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3.5. 

3.5,1. 



RF UNITS 1 and 2; figs, 42 - 46 
General 

The frequency synthesis is a combination of system elements that results in the generation of many 
frequencies from one or few reference sources. The frequency accuracy and stability of the device are 
determined by the accuracy and stability of the crystal reference source and to a less extend the cir* 
cu it. 

The RF oscillator unit is the heart of this programmable frequency generator. The unit comprises the 
two single screened RF units 1 and 2 which are mounted together with connection board RF into the 
control RF box. The PM 5390 RF synthesizer is based on the principle of indirect synthesis; fre- 
quencies are generated by VCOs (Voltage Controlled Oscillators) in digital Phase-Locked Loops (PL LI- 
A phase locked loop is basically an electronic servo loop consisting of a phase detector PD, a low-pass 
filter and a VCO. Its controlled oscillator phase makes it capable of locking or synchronizing with an 
Incoming signal. If the phase changes, which indicates that the incoming frequency is changing, the 
phase detector output voltage increases or decreases just enough to keep the oscillator frequency the 
same as the incoming frequency, preserving the locked condition. 



INPUT 

SIGNAL 

ViW 

A>; 

Hi 




OUTPUT 

SIGNAL 



Fig. 2 Block diagram of Phase Locked Loop (PLL) 



Four of the six subranges —340 to 510 MHz, 510 to 680 MHz, 680 to 850 MHz and 850 to 1020 MHz^ 
are generated by VCO la ... d. To get always the same dividing range N in loop 1 the output signal f1 
of VCOl in this digital PLL is down converted by mixer 1 to 50 MHz ... 220 MHz. 

Mixer oscillators VC02 a and b generate 4 fixed frequencies for mixing with the corresponding 4 fre- 
quency ranges of the main oscillator. 

The resolution of the output frequency is 1 kHz (10 kHz above 1000 MHz); so the divider N must be 
set between 50 000 and 200 000 In steps of 1. This is achieved by the programmable divider 1 (U2) 
and two 10/11:1 prescalers (RF-U2), controlled by port 3A, unit 2. 

The frequency ranges from 0.1 to 170 MHz and 170 to 340 MHz are generated by mixing VCOIa or 
VCOIc (assisted by VC02 just mentioned) with the fixed 510 MHz frequency of VC03. For this the 
output signal is switched to mixer 2. The lowpass filter (RF-U1/U1 1/U12) separates unwanted mix^r 
products. 

All 3 oscillators VCOl , VC02 and VC03 are related to the 5 MHz X-tal reference oscillator. 

Fig. 4 shows the different oscillators involved into the frequency generation from 0.1 to 1020 MHz. 
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Fig. 3 Principle of RF generation PM 5390 
Characteristics of Indirect synthesis 



Main oscillator freq. (VC01 ) 


fi 


= 340 ... 1020 MHz 


Conversion oscillator freq. (VC02) 


f2 


= 290/460/630/800 MHz 


Converted frequency 


fi -f 2 =50... 220 MHz 


Conversion oscillator freq. (VC03) 


fs 


= 510 MHz 


Reference oscillator frequency 


fosc 


= 5 MHz 


Reference frequency slow loop 1 


fs 


= 1 kHz 


Reference frequency fast loop 1 


fF 


= 10 kHz 


Reference frequency loop 2 and 3 


fRef 


= 39.0625 kHz 


Divider settings: 


Ref. divider for loop 1 


A = 


5000 


Divider 5 


B = 


128 


Progr. divider for fs 


N = 


50.000 ... 220.000 
29x256 at 290 MHz 


Progr. divider 2 


n1 

{ 


46 X 256 at 460 MHz 
63x256 at 630 MHz 
80x256 at 800 MHz 


Ref. divider loop 3 


n2 = 


13056 



The locked PLL loop 1 and 2 is represented by: 

j N . n1 j 
f1 = fosc (“X B » 

e.g. frequency RF out (f1) = 1000 MHz 
N = 200.000, A = 5000, B = 128; n1 = 80 x 256 













RF subrange 




Fig. 5 



RF unit 1 and 2; table of port settings 
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3.5.2. Phased Locked Loop terminology (PLL) 

Phase Detector (PD) 

A circuit which compares the input and VCO signals and produces an error voltage which is dependent 
on their relative phase difference. This error voltage corrects the VCO frequency during tracking. Also 
called Phase Comparator. 

Low-Pass Filter (LPF) 

A low-pass filter in the loop which permits only dc and low frequency voltages to travel around the 
loop. It controls the capture range and the noise and outband signal rejection characteristics. 

Voltage Controlled Oscillator (VCO) 

An oscillator whose frequency is determined by an applied control voltage. 

Lock Range (2a; L) 

The range of frequencies over which the loop will remain in lock. Normally the lock range is centered 
at the free-running frequency unless there is some non-linearity in the system which limits the frequen- 
cy deviation on one side fo. The deviations from fo are referred to as the Tracking Range or Hold-in 
Range. 

Free-Running Frequency (fo,coo) 

Also called tne Center Frequency; this Is the frequency at which the loop VCO operates when not 
locked to an input signal. 

VCO Conversion Gain (Ko) 

The conversion factor between VCO frequency and control voltage in radians/second/voit. 

Phase Detector Gain Factor (Kd) 

The conversion factor between the phase detector output voltage and the phase difference between 
input and VCO signals in volts/radian. At low input signal amplitudes, the gain is also a function of 
input level. 



BLOCK DIAGRAM OF PHASE LOCKED LOOP 



«• 






INPUT 

SIGNAL 

ViW 




OUTPUT 

SIGNAL 
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3.5.3. Programmable divider and Phase-locked loop 

The programmable divider comprises divider 1, HEF 4751, pos. 301/U2, and two prescalers 303, 3C5.. 
RF-U2, assisted by flip-flop 304. The operation of these fast prescalers is based on the 'pulse swallov^*' 
principle, see appendix. They are switched between division factor 10 and 11 by the signals FBI anci 
FB2, whereby SY acts as synchronizing signal. 






FBI 








FB2*1 





FF 

10kHz 



■ + 9.5 V 

--+0.5V 




*1 The feedback signals FBI and FB2 to the prescaler/ 
RF-U2 are dependent on the selected RF frequency; 
100 kHz, 10 kHz and 1 kHz = or /= 0, see table, e.g. 
frequency setting 340.xxx MHz. 



Freq. (MHz) 


FB1 


FB2 I 


SY 


340.000 


“ 


I 


M 


340.100 


- 


inr 


IRT 


340.01 X 


m 


- 


mr 


340.1 lx 


inr 


w 


w 



Fig. 8 Unit 2, Timing diagram HEF 4751, selected frequency 340.1 19 MHz 



The division factor N is set between 50.000 and 220.000 by the 6 prog, inputs AO ... A3, B2, B3 in 
BCD code In a bit parallel, digit-serial format. Divider 1 provides a fast output signal FF at output 
27, which can have a phase jitter of ±1 system input period, to allow fast frequency locking. The slow 
output signal FS at output 25, which is jitterfree, is used for fine phase control at a lower speed. 

The 5 MHz X-tal frequency is divided by the internal divider —set to 500 : 1 at the prog, inputs — 
to the fast 10 kHz reference frequency. The outputs PC 1 ('fine' / analog phase comparator output) 
and PC2 {'coarse' / digital phase comparator output) are coupled to an active low-pass filter 315/RF-U2. 
For improved reaction time two speed-up capacitors are inserted into the low-pass section. The maxi- 
mum control speed at the outputs is 0.1 V/ms. 
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3.5.4. Level control, fine and coarse attenuation 

The output signal of the main oscillator VCO 1 is fed to the automatic level control, where the RF leve^ 
is adjusted to -1 dBm ±1 dB at mixer 851, pin 4. The RF signal is detected by diode 410 and applied 
to amplifiers 302/301. The dc voltage at 301.6 (about 4.5 V ±0.2 V) controls pin diodes 411, 412, 
413. 

Amplitude/video modulation can be added after this stage. The appropriate signal is applied from unit 
3 to mixer 851, pin 2. 

The final section provides fine and coarse attenuation in two programmable stages. Fine adjustment 
is carried out by the pin diode attenuator on RF-unit 1, providing a continuous range from 0 to 20 dB 
in 1 dB steps. Additional temperature compensation is realized by NTC resistor 740. 

Coarse adjustment is achieved by a 100 dB attenuator In 10 dB steps at the RF output. The 0 to 9 dB 
range of the pin diode attenuator is used for level setting from -7 dBm to -117 dBm (PM 5390 S: 
-M3 dBm to -117 dBm), while the 10 to 20 dB range is active from -1 17 to -127 dBm only. 

The circuit diagram of the pin diode attenuator and the applied control voltage VR 2 (exponential 
characteristic) is shown in fig. 9a PIN diodes have a resistance characteristic for HF signals. The value 
of the HF resistance depends on the dc bias current. For adjustment procedure the characteristic of 
the control voltage VR 2 may be changed by solder joint E on unit 1 . 



Complete control of the coarse and fine attenuation is achieved by output lines B7, CO — C7 of port 
2 and BO - B2, port 3, on control unit 2. 




I Fig. 9a RF-unit 1, pin diode attenuator 




Fig. 9b Coarse attenuator setting 
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3,5.5. Sweep frequency generation 

As mentioned the frequency of the main oscillator is set by the programmable divider in the main PLL 
system (unit 2). A sweep is generated by stepwise changing the division factor: in equal time distances 
(t sweep/50) the division factor is increased by a constant calculated value and read-in. The increase ef 
the factor can be 1 ... 1000, corresponding to frequency changing of (1 ... 1000) x 1 kHz per step. 

A start pulse IRQ sweep for setting the next division factor of the PLL loop is sent to the interrupt 
input RST 5.5 of the microprocessor. The processor counts 50 pulses and resets the system. 

The Input sequence for reading the division factor Into the prog, counter is controlled at input PC by 
the 3 MHz processor clock divided to 130 kHz by the 23 : 1 divider 4, 1C 307 / U2. Program enable, 
PE, starts the process. Taking the processor clock assures a synchronous handling of the division factor 
with PE and PC. 

The figure below also shows the generation of the sweep time. The set sweep time is converted by the 
processor into a division factor N of the timer circuit within 1C 318 /U1. At each setting of a new 
frequency (IRQ sweep, see above) the TCU signal increases the state of the binary counter 312/U2 
by 1. 6 output lines are connected to the summing point of the operational amplifier 304 via resistors 
643 - 648, the values of which are binary weighted. So the output of 1C 304 shows a staircase signal. 
The output is connected to the SWEEP TIME OUT socket at the rear of the instrument, where a stair- 
case voltage from 0 to 500 mV in 50 steps of 10 mV each is available; the period of the staircase ramp, 
i.e. the sweep time, to which 200 ms fly-back time must be added, can be set from 0.05 s to 20 s. 

The IRQ sweep pulses are counted, see above, and after 50 steps a sync signal is sent as reset signal to 
the binary counter 312. This signal has a duration of 200 ms which is equal to the fly-back time during 
which setting to the start frequency and settling of the PLL system is achieved. The reset signal, input 
312.7/15 as the sync pulse, is used for master clear after power-on. 




600 * t sweep 



Fig. 10 Sweep frequency generation 
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J.6. POWER AMPLIFIER; RF--UNIT 12 (PM 5390 S), fig. 47 

The instrument version PM 5390 S supplies increased output level up to +13 dBm, corresponding lo 
an output voltage of 1 Vrms into 50 ^2. 

There does not exist any conversion kit to change PM 5390 into PM 5390 S. 

The 20 dB power amplifier has two signal paths: 

During output level settings between -127 dBm and -17 dBm (software version I-A.1/I1-A.1 ) the power 
amplifier is supplied by -12 V, Instruments including software 1-9. 1/11-9.1 between -127 dBm 
-27 dBm. In this case pin-diodes 402, 404 have low resistance, while pin-diodes 401, 403 have 
resistance. The RF signal passes to amplifier 304, where insertion loss of 2 dB is compensated. Frequen- 
cy response is adjusted by C517 and R620. 

If output levels > -17 dBm (software 1-9.1/11-9.1 > -27 dBm) are selected the power amplifieMS 
supplied by +24 V. The signal path is switched over and the RF is fed to the 20 dB amplifier stage 
comprising amplifiers 301, 302 and 303. The frequency response of this signal path is adjusted by 
C520 and R622, see table 7.3.1 , final adjustments. 

For soldering of replacement components use only resin-core solder tin with silver. 

3.7. POWER SUPPLY; UNIT 10 (motherboard) 

Sevon supply voltages are generated by the supply section of unit 10: 

Two stabilized +5 V voltages are generated by regulators 354/355, +5A for the digital part of the units 
1, 2, 3, 10 and +5B for the keyboard/display interface, units 4 and 5. The display unit is separately 
supplied in order to have less influence by scan interference. 

+12A is a stabilized voltage realized by the four-terminal voltage regulator 351; it supplies RF units 
1 and 2. Ground connections are conducted separately to U10 to have less interference/hum and should 
not be altered. 

Special effort is made for the supply voltage of the loop filter in the PLL circuitry: a +35 V stabilized 
supply voltage is generated by precision regulator 302 on unit 7. This voltage is applied via coaxial cable 
to RF-unit 2, where additional filtering and hum suppression is achieved. Overmore this voltage is 
applied to precision regulator 323 on RF— U2 to generate +27 V supply voltage for the loop filter 315. 

Two regulators, 352, 353, generate three supply voltages,+12 B and -12 A/-12 B, for units 2, 3 and 10. 

Some other stabilized voltages are generated directly on the units where they are needed: 

~ regulator 322, RF-U2, generates +5 V, 

regulator 321, RF-U2, supplies ECL voltage for the prescaler 
— regulator 307, RF-U1 , generates +5 V. 

Furthermore control voltages to switch the RF units 1 and 2 are realized by 8 reed relais 801-808 
and inverter 356. 

+24 V supply voltage and reed relay 810 are present only in the PM 5390 S version to supply and switch 
the 20 dB power amplifier. 
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4. ACCESS TO PARTS 

4.1, DISMANTLING THE INSTRUMENT 

— Unplug the mains connector 

— Fold up the handle to the top. For this push the buttons of the handle 
— Loosen the 4 screws at the rear 
— Dismantle the cabinet 

4.2, FUSE, MAINS TRANSFORMER 

For mains voltage setting and fuses and the assigned safety instruction see the operating manual PIVI 
5390, chapter 2.2.3 and 2.3. 

4.3, CARRYING HANDLE 

— Prise off the centre knobs from each pivot, using a screwdriver in one of the small slots at the sides 
of the knobs. 

— Remove the cross-head screws that are now accessible. 

— Bend both arms of the handle slightly outwards and take it off the cabinet. 

— Grip and arms of the carrying handle must be ordered separately (see mechanical parts list). 

A complete carrying handle can easily be constructed by pressing the arms into the grip. 




Fig. 11 Removing the carrying handle 

4.4, PUSHBUTTONS 

For changing knobs for pushbuttons it is necessary to open the cabinet and remove unit 5, see 4.6* 

4.5, 'RF OUTPUT' CONNECTOR 

— Remove the cabinet, see 4.1 . 

— Remove the plastic cover of the mains switch 

— The textplate can now carefully be removed (It is fitted by double-sided adhesive tape). 

— Remove the RF output connector piece from the progr. attenuator by a spanner 8 mm (PM 5390S : 
from PA stage 815). 

— Remove four countersunk screws M 2.5 of the RF OUTPUT connector 
— For replacement of the BNC connector unsolder from semi-rigid cable 



UN IT 4, 5; KEYBOARD/DISPLAY UNIT 



— Remove the cabinet, see 4.1 

— Remove the plastic cover of the mains switch 

— The textplate can now carefully be removed (it is fitted by double-sided adhesive tape). 

— Remove the RF output connector piece, see 4.5. 

— Remove the four screws in the corners of the front plate (cross headed screws). 

— Remove front plate and front frame with the printed card boards U4 and U5. Be careful when th^ 
complete unit is removed from the 29 pole CIS-connector of unit 10. 

— For demounting the keyboard/display interface U4, remove 4 screws M2.5, which are visible at: 
the wired side of the pcb. 

— Now unit 4 is only held with two ClS-connectors to the frontplate with the keyboard/display U5^ 

— Pull out the pcb U4; all parts of this card are now accessible. 

— For demounting pcb U5 remove six countersunk screws M2. 5 of the front plate. 

rf-units 

— Dismantle the instrument, see 4.1 . 

— Remove the screening plate fixed to mains transformer and RF case. 

— Loosen the retaining clips of the lEC-bus adapter, unit 6, and remove flat cable connection to the 
CPU/U1 

— Remove unit 1 (attention for short circuit of the NiCd battery, when pcb is removed) 

— Remove the connectors S1 and S2 of unit 2 

— Remove unit 2 and unit 3 

— Unsolder the coax cables LP1 , LP2/LP3 of unit 2 
>- Unsolder the coax cable, point 23 of unit 3 

— Remove the RF output connector piece 854 from progr. attenuator, loosen nut by spanner 8 mm 
(PM 5390S from PA stage 81 5). 

— Replug the RF connector 'fR' of RF/unit 1 

— Remove the RF output connector piece 883, loosen nut by spanner 8 mm 

— Unsolder all connections to the motherboard of the RF unit except coax cables (see table'solder 
connections", fig. 42). 

— Loosen the two junction plates and the ground connection between RF case and unit 10 (bottom 
side) 

— Remove the 4 countersunk screws M4 at the right side wall. 

— Remove the complete RF case incl. attenuator (PM 5390S: incl. power amplifier) 

— Remove all screws (8 x M2.5) of the cover plate of RF case and take it off 

— Remove twelve screws M 2.5 of the RF-motherboard 

— Remove the RF motherboard incl. RF-unit 1 and RF-unit 2 of the RF case 

— Remove the 4 screws of RF motherboard 

— unit RF-U1 and RF-U2 can now be removed from the ClS-connectors of the RF motherboard. 
Access to RF-U1/U2 

— pull down the upper screening cover a little bit and hook off three spring shackles at one side and 
remove the cover. 

— all four covers can be removed In the same way. All components of pcbs are now accessible. 

For all checks and adjustments the complete RF units must be closed and the specified warm-up time 
must be finished. 

Attention: When RF-U1 and RF-U2 are assembled again, special care must be taken: the inside scree- 

ning mats of the cover may not dip (the covers must be slidely movable). 
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5. PERFORMANCE CHECK 

5.1, GENERAL INFORMATION 



WARNING: 

Before switching on, ensure that the instrument has been installed in accordance with the instructions 
outlined in Section 2 of the Operating Manual: Installation instructions. 



This procedure is intended to: 

— check the instrument's specification 

— be used for incoming inspection to determine the acceptability of newly-purchased instruments 
and/or recently-recalibrated instruments. 

— check the necessity of recalibration after the recommended recalibration interval of 1 year. 
ATTENTION: 

The procedure does not check every detail of the instrument's calibration; rather, it Is concerned prima- 
rily with those parts of the instrument which are essential to measurement accuracy and correct opera- 
tion. Removing the instrument covers is not necessary to perform this procedure. All checks are made 
from the front panel. 

If this test is started within a short period after switching on, bear in mind that steps may be out of 
specification, due to insufficient warming-up time. To avoid this situation, allow the specified warming- 
up time of 30 min. 

5.2. GENERAL FUNCTIONAL TEST 

Immediately after power being switched on a selftest routine is performed under which ROM and RAIVI 
are tested. If a fault is detected a single numeric digit in the first place of the frequency field on the 
display indicates the location of the fault. The rest of the display remains dark. The numeric digits 
are assigned to the memories as follows. 

1 ROM 

2 RAM 

3 CMOS-RAM 

After this ail segments and decimal points of the display and all LEDs —only the 'REMOTE' LED ex- 
cepted— are switched on for about 3 seconds for testing. 



When the selftest routine is terminated, the display will show its initial reading: 



000.000 MHz 


0.000 MHz 


.00 s 


-127 dBm® 


FREQUENCY 


AFREQUENCY 


SWEEP TIME 


LEVEL 



For further information see chapter 6.1 . Error Messages. 

Set the instrument to 1 MHz output frequency, -7 dBm output level; check the signal by means of an 
oscilloscope. 

Set the step attenuation to -8 dBm and -17 dBm and check the output signal. 

Perform frequency sweep from 10 MHz to 15 MHz (AFREQUENCY = 5 MHz), sweep time 0.50 5 ; 
check the output signal by means of an oscilloscope. 

Perform TV signal: set the instrument to 175.25 MHz, output level to -27 dBm, modulation VIDEO/ 
INT.FM, ‘apply external CVBS signal to the VIDEO input. 

Check the TV signal by means of CTV receiver at VHF channel 5 (E5). 
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6. SELF-TEST PROGRAM, DIAGNOSTIC PROGRAM 

6,1. SELF-TEST PROGRAM, ERROR MESSAGES 

A self -test routine is part of the normal program. 

Malfunctions of the central processing unit of the PM 5390 are traced internally. An error message is 
output by displaying one numeric digit 1 ... 4 at the first position of the frequency display field, all 
other elements of the display being blanked. 

Error localization of the CPU: 



Displayed numeral 


localization of malfunction 


1 


EPROM, System program 


2 


RAM, Working memory 


3 


CMOS— RAM, Data memory 


4 


TIMER, Central timing control 



6.2. TEST-PROM, DIAGNOSTIC PROGRAM 

For simple fault finding In the digital circuitries of PM 5390 and PM 5390S several test programs can be 
realized by means of a special test PROM. 

Moreover faults may be detected by other or conventional methods. 

Generally the voltages of the power supply should be checked at first (see table checks and adjustments). 
While the self-test routine is part of the normal program, the diagnostic program must be activated by 
replacing the built-in program memory IC311/unit 1 of the CPU by the test PROM PM 5390 (see 
fig. 43). The instrument must be disconnected from the mains before. The PROM must properly be 
inserted in the correct direction — pins all in and not bent. The test PROM PM 5390 should be ordered 
directly via PHILIPS Supply Centre Service, Hamburg; it has no service code number. 

After POWER ON 2 zeroes '00' must be visable in the 2 leftmost positions of the frequency display 
field. If '88' is flashing instead the initial check has detected a RAM failure within IC 318, unit 1. 
Correct '00' display allows the following test programs to be selected: 

1. Keyboard test 

Keying-in 01 effects display '01' in the 1st and 2nd position of the frequency display field. The codes 
of the subsequent pushbutton actions are decimally displayed in the level display field; for the codes 
see fig. 12. After all keys have been pushed, the LEDs 'SINGLE' and 'CONT' are lit. Now the pro- 
gram can be left by successively pushing 'CONT', 'SINGLE'. After pushing 'CONT' the LED 'CONT' 
turns off; if after this a different key instead of 'SINGLE' is pushed, 'CONT' lightens again. 




Fig. 1 2 Keyboard code 
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2. Display test 
Key in: 02; display: '02'. 

All seven-segment digits and LEDs (except 'REMOTE') are lightened. By pushing any key except E 
TER' they are switched off and on. 

'ENTER' switches to the next part of this test: 

— all displays show 0, 1 , 2, ... 9. 

— an '8' is passing from the leftmost to the rightmost display position. 

— all display segments ('8') and decimal points are flashing. 

Pushing any key ends this test: 

— a decimal point passes from the left of the display to the right. 

The initial d i splay '00' appears on the 2 leftmost positions of the frequency display field. 



3. RAM test 

Key in: 03; display: '03'. 

This test checks the CMOS-RAM (data memory), IC 313, unit 1, and the RAM section within 1C 318, 
8155. The test duration is ca. 7 s. If no failure is detected '00' is displayed, see above. 

Error indication: 

1st position : c = CMOS-RAM, IC313 1 =8155 RAM, IC318 

4th — 6th position: address within the 1C (decimal) 

7th 9th position; written data (decimal) 

10th — 12th position: read data (decimal) 



4. Port test 

Key in: 04; display: '04'. 

All output ports are set to high level: unit 1, !C 318, pins 21 - 35 and unit 2, ICs 305/309, pins 1-4, 
10-25,37-40. 

Pushing any key except 'ENTER' effects alternating low and high level at all ports. 

During high level the LEDs MOD INT/EXT, AM, SWEEP SINGLE/CONT are lighting, LEDs FM and 
V IDEO are flashing simultaneously. 

'ENTER' ends the test. 

5. lEEE/lEC bus test 

The test is activated by addressing the instrument via the I EC bus. 

After addressing the 'REMOTE' LED is lit. The numerical digits sent after this are displayed on the 1^0 
first display positions. If more digits are sent they will overwrite the preceding digits starting at the 
left position. Only numerical digits are accepted, other characters are ignored. 

After reception of DCL (Device Clear) or SDC (Selective Device Clear) 'ccccccc is displayed. 

Example for a small I EC bus test routine using hp-85 controller: 

10 RESET 7 

20 REMOTE 704 

30 OUTPUT 704; " 1234567S90" 

40 PAUSE 

50 OUTPUT 704; "0000000000" 

60 PAUSE 
70 CLEAR 704 
80 PAUSE 

90 OUTPUT 704; "6666666666" 

100 PAUSE 
110 LOCAL 704 
120 PAUSE 
130 SOTO 20 




CHECKING AND ADJUSTING 

GENERAL INFORMATION 

The following information provides the complete checking and adjusting procedure for the instrument 
As various control functions are interdependent, a certain order of adjustment is often necessary. 

The procedure is, therefore, presented in a sequence which is best suited to this order, cross-reference 
being made to any circuit which may affect a particular adjustment. 

Before any check, the instrument must attain its normal operating temperature. 

— Warming-up time under average conditions is 30 minutes. 

— Adjustments should be made after 60 minutes 

— Ambient temperature (23 ±1)®C 

— Mains voltage, nominal values ±10 % 

— The cabinet must be closed and should be removed only for a short time for adjustment. 

— Where possible, instrument performance should be checked before an adjustment is made. 

— All limits and tolerances given in this chapter are calibration guides, and should not be interprets 
as instrument specifications unless they are also published in chapter 1.2. of the Operating Manual- 

— Tolerances given are for the instrument under test and do not include test equipment error, 

— If not explicitely stated otherwise, the voltage potentials refer to the relevant contact measured 
against measuring earth ( »L). 

RECOMMENDED TEST EQUIPMENT 



— The following abbreviations are used for settings and for the test equipments: 



X 

T 

o- 



20 dB 



Vac, 

Vdc 

OSC 

C/T 

SPA 



FAM * 

PMTR* 

CTV 

CTVS 

SV 



= selected parameter mode or input 
= keep setting concerned 
= parameter not used 
= output not terminated 

= output, terminated with 50 ^2, e. g. HP 10100C 
= attenuator 20 dB/50 Ji, e. g. Midwest microwave 313 
= Digital multimeter for a.c. and d.c, measurement, e. g. PM 2534 



= Oscilloscope 100 MHz e. g. PM 3267 
= Counter/Timer e. g. PM 6665/421 

= Spectrum analyzer 1 GHz e. g. TR 4132 

SPA setting: BW = bandwidth, SW = scan width, ST = scan time 
= Modulation analyzer e. g. R&S FAM/B2/B8 

= Power meter 1 GHz e. g. HP 436A + Sensor 8482 A or R&S URV5 + URV5-Z2 
= CTV -receiver 

= PAL pattern generator e. g. PM 551 5 
= RF-millivoltmeter R&S URV5 



* Instead of single instruments Modulation analyzer and Power meter a Modulation analyzer HP 8901 B, 
which includes a Power meter, is available; range 150 kHz - 1300 MHz; Power sensor 11722 A. 

For units 1, 2, 3 extension boards are available, to be ordered directly via Supply Centre Service h\a^ 
burg; they have no service code number. 

For the test PROM see chapter 6.2. 



On the next page you find a conversion table for dBm/voltage values; this table you can also find in 
the operating manual, fig. 33. 
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dBm 


Volt 




dBm 


-127 


0.1 


mV 


-73 


-126 


0.11 


mV 


-72 


-125 


0.13 mV 


-71 


-124 


0.14 mV 


-70 


-123 


0.16 mV 


-69 


-122 


0.18 mV 


-68 


-121 


0.20 mV 


-67 


-120 


0.22 mV 


-66 


-119 


0.25 mV 


-65 


-1 18 


0.28 mV 


-64 


-1 17 


0.32 mV 


-63 


-1 16 


0.35 mV 


-62 


-1 15 


0.40 mV 


-61 


-1 14 


0.45 mV 


-60 


-1 13 


0.50 mV 


-59 


-1 12 


0.56 mV 


-58 


-111 


0.63 mV 


-57 


-1 10 


0.71 


mV 


-56 


-109 


0.79 mV 


-55 


-1 08 


0.89 




-54 


-107 


1.00 mV 


-53 


-106 


1.12 mV 


-52 


-105 


1.26 mV 


-51 


-104 


1.41 mV 


-50 


-1 03 


1.58 mV 


-49 


-102 


1.78 


mV 


-48 


-101 


1.99 


mV 


-47 


-100 


2.2 


mV 


-46 


-99 


2,5 


mV 


-45 


-98 


2.8 


mV 


-44 


-97 


3.2 


mV 


-43 


-96 


3.5 


mV 


-42 


-95 


4.0 


mV 


-41 


-94 


4.5 


mV 


-40 


-93 


5.0 


mV 


-39 


-92 


5.6 


mV 


-38 


-91 


6.3 


mV 


-37 


-90 


7.1 


mV 


-36 


-89 


7.9 


mV 


-35 


-88 


8.9 


mV 


-34 


-87 


10.0 


mV 


-33 


-86 


11.2 


mV 


-32 


-85 


12.6 


mV 


-31 


-84 


14.1 


mV 


-30 


-83 


15,8 


mV 


-29 


-82 


17,8 


mV 


-28 


-81 


19.9 


mV 


-27 


-80 


22 


mV 


-26 


-79 


25 


mV 


-25 


-78 


28 


mV 


-24 


-77 


32 


mV 


-23 


-76 


35 


mV 


-22 


-75 


40 


mV 


-21 


-74 


45 


mV 


-20 



Volt 


dBm 


Volt 


50 mV 


-19 


25 mV 


56 MV 


-18 


28 mV 


> 

CO 

CO 


-17 


32 mV 


71 mV 


-16 


35 mV 


79 mV 


-15 


40 mV 


00 

(D 

< 


-14 


45 mV 


100 mV 


-13 


50 mV 


112 mV 


-12 


56 mV 


126 mV 


-11 


63 mV 


141 mV 


-10 


71 mV 


158 mV 


- 9 


79 mV 


178 mV 


- 8 


89 mV 


CO 

CO 

< 


- 7 


100 mV 


0.22 mV 


- 6 


112 mV 


0.25 mV 


- 5 


126 mV 


0.28 mV 


- 4 


141 mV 


0.32 mV 


- 3 


158 mV 


0.35 mV 


- 2 


178 mV 


0.40 mV 


- 1 


199 mV 


0.45 mV 


0 


.22 V 


0,50 mV 


+ 1 


.25 V 


0.56 mV 


+ 2 


.28 V 


0.63 mV 


+ 3 


.32 V 


0.71 mV 


+ 4 


.35 V 


0.79 mV 


+ 5 


.40 V 


0.89 mV 


+ 6 


.45 V 


1.00 mV 


+ 7 


.50 V 


1.12 mV 


+ 8 


.56 V 


1.26 mV 


+ 9 


.63 V 


1.41 mV 


+10 


.71 V 


1.58 mV 


+11 


.79 V 


1.78 mV 


+12 


.89 V 


1.99 mV 


+13 


1.00 V 


2.2 mV 
2.5 mV 
2.8 mV 


* PM 5390 S only 



3.2 mV 

3.5 mV 

4.0 mV 

4.5 mV 

5.0 mV 

5.6 mV 

6.3 mV 

7.1 mV 

7.9 mV 

8.9 mV 

10.0 mV 
11.2 mV 

12.6 mV 

14.1 mV 

15.8 mV 

17.8 mV 

19.9 mV 
22 mV 



Fig, 13 

RF output level (into 50 0 .): table of dBm/voltage values 
HF-Ausgangspegel (2o = 5017); dBm-/Spannungstabelle 
Niveau du sortie HF (Zo = 50 12): table des valeurs dBm/voltage 
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7 . 3 , Table of checks and adjustments 

7.3.1. Final adjustment, complete instrument 





oneration 


measured vi« 
outputs 


i . : 


measuring 
instrument 
( see 7.2.) 


measured 


ad 

cc 

pc 


ljustment_ 


remarks 


Seq. 


1- 

FREQ 

MHz 


Afreq 

MHz 


SWEEP 
TIME (S) 


LEVEL 

dBm 


mV/pVA 


MOD 

INT EXT 


ULAa 

AM 


UON 

FM 


VIDEO 


+STE 

freq. 


p 

level 


SWE 

SINGLE 


:ep 

CONT 


store 


recall 


SWEEP T. 
OUT 


RF 

OUT 


test 

point 


value 


max • hum 


ntrol 
sit ion 


general: for the correct sequence of 
pushbutton actions see operating 


1,1. 

1.2. 

1.3. 

1.4. 

1.5. 

1.6. 

1.7. 

1.8. 
1.9. 




































line 

P3/U7 

+5A 

+5B 

+12A 

+ 12B 

-12A 

-12B 

+24 


Vdc/Vac 

Vdc/Vac 

Vdc/Vac 

Vdc/Vac 

Vdc7Vac 

Vdc/Vac 

Vdc/Vac 

Vdc/Vac 


44W(53W) 

35+1 ,0V 
5. 0+0. 25V 
5. 0+0. 25V 
12.0+0. IV 
12. 0+0. 25V 
-12. 0+0. 25V 
-12, 0+0, 25V 
+24+1 ,2V 


<5mVpp 

<lOmVpp 

<10Vpp 

<2mVpp 

< 2mVpp 

< 2mVpp 

< 2mVpp 
< lOmVpp 


609 


— 


power consumption PM 5390 (PM 539 OS) 
— power supply 

-only PM 5 39 OS 


2 

2.1. 

2.2. 

2.3. 

2.4. 

2.5. 

2.6. 

2.7. 

2.8. 

2.9. 

2.10. 
2.11. 
2.12. 

2.13. 

2.14. 

2.15. 

2.16. 

2.17. 

2.18. 

2.19. 

2.20. 
2.21. 
2.22. 

2.23. 

2.24, 

2.25 

2.26 


000.000 

123456 

1020. 

(123.456 


0.000 

7.890 

7.900 

7.900 


.00 

.12 

.12 

.12 


-1270 
-34 0 
-34 0 

-34 0) 






















X 














j 


Keyboard operation 

display indication after POWER ON 

Af = 7.900 when ENTER key pressed 

flashing frequency display when ENTER key pressed, 
For incorrect input keying and excee<iing ranges 
see operating manual, chapt. 3.4.9. 

stacked command; key in; FREQ, RECAlb, ENTER 


111. 

222. 

333. 

111.000 

222.000 

333.000 


























x1 

x2 

x3 


Xl 

x2 

x3 
















- 


-store parameter: key in: data, STORE 1...3 
-recall memory; key in: RECALL 1...3 


45. 

945.000 
945. ..45 


9( 


3. 


0( 

J 


3 














+ x 
+ X 
- X 


























- 


-frequency step; key in; data, ENTER, +STEP lOx 

-last step (11. step impossible) 

frequency step; key in; -STEP 10x (11« step 
impossible) 












- X - 
X or X 

X or X 


X 

X 


X 

X 
































modulation, key in: MOD INT/EXT (no reaction) 
mod. AM, key in; AM, MOD INT/EXT (push 2x) 

mod. off, key in: AM (all LEDs off) 

mod. off, key in: FM, MOD INT/EXT (push 2x) 
mod. FM off, key in; FM (all LEDs off) 


29 

30 












X or X 
X or X 


X 


X 


X 

X 

X 

X 






























Vi(5eo, flashing LED VIDEO 

Video AM, key in: Video, AM, MOD INI^/EXT (push 2x. 
Video FM, key in: VIDEO, FM, MOD IN^/EXT (push 2x 
Video off, key in: VIDEO (all LEDs c?ff) 


10. 

10. 


5.000 

5.000 


0.50 

0.50 


XX 0 
X x± € 


L0.,0..0 














X 


X 














o / ,1 n—.T 






' 


single sweep, key in: data, ENTER, SINGLE 
(LED SINGLE 1 flash) 

cont. sweep, running sweep interrupt by CONT 

LEDs level PM 539 0, key in; LEVEL, dBm, mV/pV 
(push 2x) 

LEDs level PM 5390S, key in: LEVEL, +dBm (2x) , 
mV/pV/V (3x) 

1 1 /- J J 
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Seq. 



Keyboard operation 



FREQ 

MHz 



A FREQ 
MHz 



SWEEP 
TIME (S 



LEVEL 

dBm 



mV/pVA 



MODULATION 
INT , EXT , AM 1 FM 



VIDEO 



+STEP 

freq. i level 



SWEEP 

SINGLE CONT 



STORE 



SWEEP T.j 
OUT 



measured via': 
outputs 



RF 

OUT 



test 

point 



measurxng 
ins trument' 
( see 7*2*) 



measured 

value 



adjustment, 

control 

position 



remarks 



general: for the correct sequence of 
pushbutton actions see operating manual 



3. 

3.1 . 

3.2. 

3.3. 

3.4. 

3.5. 

3.6. 

3.7. 



1000 . 

10...1000 



100 . 



90.0 

.001 

.001 

.010 

.010 



.100 



-7 ® 
-7 (g> 

-7 (g) 
-7 0 
-7 ® 
-7 0 
-7 0 



+ X 

■H X 
“ X 

-l-x 

- X 



C/T 



OSC/CT 



lOOOMHz+lkHz 
10MHz - . . IGHzj^lx 1 0‘ 

100. 001 MHzjf 100Hz 
99 .999MHZ+100HZ 
lOO.OIOMHzjflOOHz 

99 .999MHzj2l00Hz 
lOOkHz+IHz 



RF-U2/C563 



Frequency , C/T setting: gate time 1s 

time base , adjustment after 80 min. 

frequency steps: 10,100,190,280,370,460,550 Mltz, 
640,730,820,910 and 10O0 MHz 

frequency step-up 1kHz 

frequency step-down 1kHz 

frequency step-up lOkHz 

frequency step-down 10kHz 

symmetr. waveform? C/T setting: gate time 10s 



4. 

4.1 . 

4.2. 

4.3. 

4.4. 

4.5. 

4.6. 

4.7. 

4.8. 

4.9. 



0.1 ...19 .1 

19 .1 ...1019 -1 
0.1 ... 19 . 1 

19 .99... 679 .99 
680. ..1019 .99 
470. 



1 .000 
10.0 
1.000 
10.00 
10.00 



-7 0 
-7 0 
+ 13 0 
+ 13 0 
+ 13 0 
-7 0 
-17 0 
-27 0 
-37...-57C 



+ X 
+ X 
+ X 
+ X 

+ x 



PMTR 



SPA/* 



-7dBm+2dB 

-7dBm+2dB 

+ 1 3dBm+2dB 

+13dBm+2dB 

+13dBm+3dB 

-7dBm+2dB*l 

ref* ^ ( -1C+0.3 )dBm 

ref* ^(-20+0.3) dBm 



RF-U1/R638 I 

RF-U1/R638 

and 

RF-U12/R622 

/C520 



I 



Output level, coarse attenuator 

setting, error incl. frequency response, 
adjustment range .^0.5 dB 
if necessary, iterate seq. 4.1. 

setting error incl. frequency response PM5390S, 
adjustment range <0.5 dB 



C520/RF-U 12 additional f>850 MHz 
*1 use for reference value seq. 4.7. - 4.9. 

-p coarse attenuator setting (10 dB steps) 

* , or other UHF equipment 



5. 

5.1. 

5.2. 

5.3. 

5.4. 

5.5. 

5.6. 



470. 



■107 0 

■1 16 0 
-107,..- 117 
118...- 122 
12 3...- 127 



- X 

- X 

- X 



LP1/U2 



PMTR 

Vdc 

PMTR 



-7dBm+2dB * 

3.4V+50mV 

ref *^-9dBm+0. IdB 

ref *2 0...- 1 0dBm+0. 3 dB 

ref *2-1 1..-l5dBm+0.8dB 

ref *2 - 1 6...- 20dBm+2dB 



R681/U2.. 
and I 
R662/U2J 



Fine attenuator setting , remove plug S2/unit 2 
(coarse attenuator ^ 100 dBm not active) 

*2 use for reference seq. 5.2. - 5.5. 

add. information , test pt. LP1/U2 or RF-U1/VR2 

pin diode attenuator 

|-p push -STEP button for single IdB steps 

if necessary, iterate 5. 2/5. 3. 

3 

* if tolerance exceeds close solder joint "E'VUI 
repeat seq. 5.2. to 5.4. (software I-A. 1 /II-A. 1 ) 

plug in S2/unit 2 when adjustment is finished 



5.7. 



470. 

O. 1/250/850/ 

1000 



470. 

0.1/250/850/ 

1000 



5.8. 



101. 



-26 0 
-27 0 



-17 0 
-17 0 



-1270 



SV/* 



ref* 

ref*^-1dBm+0.8dB 



RF-U12 

C517/R620 



PM 5390S (software version 1-9 . 1/II-9. 1 ) 

use for reference , *other RF equipment 
next step -26 dBm to -27 dBm 



PMTR 



ref *4 

ref* -1dBm+0.8dB 



RF-U12 

C517/R620 



PM 5390S (software version I-A. 1/II-A. 1 ) 
4 

* use for reference 

next step down -16dBm to -17dBm 



-127dBm+3dB 



check, if RF equipment available 
































measured 

value 



remarks 



7-5 



< -30dBc 



< -30dBc 



< -25dBC 



< -20dBc 



< -30dBc 



< -40dBc 



< 100Hz/ rms 



<C 150Hz/rms 
( typ.O 0 OHz/rms ) 



ad justment/l 

control I general: for the correct sequence of 
position pushbutton actions see operating manual. 



Spectral purity checks neces. after repaired — units 




harmonics PM 5390 



harmonics PM 5 39 OS 



advised SPA setting 5 



BW=300kHz, SW=10OMI{^, ST=5ms 



non harmonics; select some frequencies 



residual FM ; FMA setting: FM, RMS, filter 0.3/3kHz 
select some freq. , e.g. 10, 160, 170, 340, 435 MHz, 

510, 680, 840, 850 HHz 

FAM setting; FM, RMS, filter 10Hz/3kHz, select 
frequencies e.g. seq. 6.7. 



-7dBm+2dB 

4.7V 

ref*"^-6dBm+1dB 
m=50% +2% 
m=80% + l0% 
m=50%+ 5% 
m=30%+ 3% 
m-30%+ 5% 



R6 39/U3 
R6 33/U3 

R6 81/U3 



R672/U3 



Modulation modes 

AM ext., *4 use for reference seq. 7.2. 
add. information 
AM ext.; Vdc = 2,35V at TP23*/U3 

AM mod. depth; signal to MOD IN:r 2/20kHz ,20Hz/>..,O.5Vpp 



20kHz'N^,0.9vpp 



2kHz/\^,0.5Vpp 



AM int. , mod. depth 



Af=38.5kHz+2kHz 



Af=38.5kHz+2kHz 



Af=75kHz+1kHz 
K <1% 

Af=26kHz+0.3kHz 



Af=26kHz+1kHz 



R677/U3 



R675/U3 



FM ext., FAM setting: FM, P+ P/2 , filter , 10H2/200 kHz 
FM ext., signal to MOD IN:j 2kHz^,0.5Vpp 



20Hz/20kHz ^,0.5Vpp 



J- 1kHz IVpp 

FM int.; FAM setting: FM, P+P/2 , 

filter 10HZ/200 kHz 



5.5MHz_+10kHz 
sound c.+O. 2% 

-16dB+1dB 

0.8+0.2V/ 4.7V 
-16dB+2dB 



-13dB +0/-2dB 



> 50dB 



C556/U3 : 
C552/560/ 
564 

R645/631 ! I 
/U3 



C574/U3 



R696/U3 

R643/U3 



sound carrier 

sound car. 4 . 5/6.0/6 .5MHz (selected by solder links) 

residual RF carrier; SPA setting; BW=300 kf^z, SVl = 5MHz 
ST Sms, Zero 

add. information, ( CVBS = 1 Vpp) 

residual RF carrier; select some frequencies 

video bandwidth, apply to VIDEO IN: Multibur^t 0.8-*8MHz 
* use for reference 0.8 MHz 
sound carrier FM 

non harmonics (apply CVBS IVpp) 

level ratio RF carrier to fcj^l.lMHz 

if neces. check video bandwidth, see seq. 8.4. and 

alter value R643/U3 


















7-6 



measuring 
instrument} 
( see 7.2. 



measured 

value 



adjustment 

control 

position 



remarks 



general; for the correct sequence of 
pushbutton actions see operating manual 



FAM 


40kHz+2kHz 


FAM 


40kHz+2kHz 


FAM 


m=30%+2% 


FAM 


m=30%+2% 


CTV 




C/T 


250ms 


C/T 


12O0ms 


C/T 


20200ms 


C/T 


65... 115 MHz 


SPA 


Af=5MHz 


SPA 


Af=5MHz 


SPA 


A f =50kHz+ 5kHz 


OSC 


0 . 5 Vpp+ 1 5 mVpp 



R692/U3 



R704/U3 



dev. sound carrier; signal to MOD IN: 5kHz , 0. 5VpP 
FAM; FM, P+P/2, filter 10Hz/200kHz, freq. 475 .5MHz 
-L dev. sound carrier int; if neces. repeat seq.8.6. 

AM sound carrier; signal to MOD IN: 5kHz 0.5Vpp 
FAM: AM, P+P/2, filter 10Hz/2kHz, freq. 475.5MHz 
J_ AM sound carrier int., if neces. repeat seq.8.8. 



control video settings by colour TV , CVBS 
(pos. polarity) 



1 Vpp into 75^2 



Frequency sweep; sweep period = sweep time + f ly-bacKt . 
(f ly-backtime = 200 ms) 



= 5MH^ 



if 



R626/U2 



f Start 



sweep ramp 



f stop 



1 



50 X 1 MHz steps from 65 MHz 
up to 1 15 MHz 

SPA setting : 1 0OkHz , 

SW=lMHz, ST=1 S 

SPA setting ; 1 0kHz , 

SW=1kHz, ST=1 S 
Vdc = 0V+2mV during fly-back 



lEEE/IEC-bus (select device address) 
check major front panel controls via a suitable 
computer or lEEE/IEC-bus controllen 
(see operating manual chapter 3.4.10). 
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RF units PM 5390 

The following table 7.3.2. should be used during the repair procedure 
of the RF units 1 and 2 and gives more detailed information in this 
part. For final checks of the complete instrument the previous table 
7.3.1./ seq. 1.0 ... 10 must be used, especially seq. 4.1... 5.8. 
output leve 1 . 

RF units 1 and 2 are mounted to the connection board RF (813). All 
screening covers of the RF units must be closed and the specified 
wantiing-up time must be finished. 
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measuring 
instrument 
( see 7.2.) 


measured 

value 


C/T 


lOOpMHz+lOOHz 


C/T 


lOOkHz+lHz 


C/T 


80/169MHz+1xl0“® 


C/T 


170/240MHz+1x10“® 


C/T 


339 .999MHz+1x10’® 


Vdc 


4 V +0.5 V 


C/T 


39.0625 kHz 


C/T 


340/410MHz+1x10"® 


C/T 


509 . 999MHZ+ 1x10"® 


C/T 


510/590MHz+1x10‘® 


C/T 


679.999MHz+1x10"® 


C/T 


680/7 60MHZ+ 1 x 1 


C/T 


849.999MHz+1x10“® 


C/T 


850/930MHz+1x10'® 


C/T 


lOl9.99MHz+1x10~® 



adjustment, 

control 

position 



RF-U2/C563 



RF-U1/L816 



remarks 

general: for the correct sequence of 
pushbutton actions see operating manual 

frequency subranges , C/T setting : gate time 1 s except seq *1.2* 
time base, adjustment after 80 minutes 

subrange 1, initial freq- (VCOI a/VC03 ) , C/T setting: g^te t. 10 s 
subrange 1 (VCO la/VCO 3) 
subrange 2 (VCO Ic/VCO 3) 

subrange 2, final frequency (VCO Ic/VCO 3) 

VC03, measured at collector 363 y ad just by more/less crompressior 
VCO 3, measured at IC 308 pin 3 Lof coil 816 

subrange 3 (VCO la) 

end subrange 3 (VCO la) 

subrange 4 (VCO 1b) 

end subrange 4, final frequency (VCO 1b) 
subrange 5 (VCO 1c) 

subrange 5, final frequency (VCO 1c) 
subrange 6 (VCO Id) 

subrange 6, final frequency (VCO Id) 



SV (50 ) 


-IdBm+ldB 


RF-U1/R638 


Vdc 


4.5V+0.2V 




PMTR 


-7dBm+2dB 


RF-U1/R697 


PMTR 


“7dBm+2dB 


RF-U1/C547 


PMTR 


-7dBm+2dB 


RF-U1/R721 


PMTR 


-7dBiti+2dB 


RF-U1/C595 


PMTR 


-7dBm+dB 


RF-U1/R638 


PMTR 


-7 dBm* 2 




Vdc 


+ 3.4V±50mV 


R681/U2-S 

1*3 


PMTR 


ref*2o...-9+0.3dBm 


R681/U2-' 


PMTR 


ref *2o...-9+0.3dBm 




PMTR 


ref * ^ - 1 0...-2 0+2 dBm 





RF level, adjustments after 30 minutes 
RF-U1/R638 y measured at mixer 851 pin 4 
L measured at 0P301 pin 6 

RF-U1/R697 if neces . move position R697 or ground point at freq. 340 MHz 

RF-U1/C547 value may be altered 1.5 pF...4.7 pF 

RF-U1/R721 lower freq. range, (add. RF-U1/R724 may be altered) 

RF-U1/C595 adjust only in freq. range 280 MHz... 320 MHz 
RF-U1/R638 complete freq. range, adjustment <0.5 dB 

RF level/ pin diode attenuator 
T*^use for ref. value seq. 3. 2... 3. 4., set PMTR to dB [ref] 
R681/U2n ^add. tinfo. only, test pt. LP1/U2 or RF-U1/VR2 



remove plug S2/unit 2 (coarse' attenuator = lOOdBm not active) 

add. jinfo. only, max. atten.-20dB at test pt. LP1/U2 "Vdc«1.89V 
3 i 

* if I tolerance exceeds close solder joint ”E”/U1 
rexjeat seq. 3.2. to 3 .4 .( software I-A. 1/II-A. 1 ) 
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|<-56 dB 

I 

i 

<-30 dBc 

<-30 dBc 

<-25 dBc 

<-20 dBc 

<-30 dBc 

<-30 dBc 

<-40 dBc 

<-67 dBc 

35mVntis..» 

<300mVrms 

35mVrms.,, 

:S150mVrms 

< 250Hz/rms 

<100 Hz/rms 

m = 50%+5% 
m> 80% 

Af = 75+ 1kHz 
Af = 25+2kHz 

-16dB+1dB 



RF-U1/L808/809 

RF-U1/C599 

RF-U2/R616 

RF-U2/R626 



R6B 1 /U3 
RF-U1/C558 

U3/R645/631 



spectral purity 

T non harmonics, check level ratio £ref = 39.0625 kHz to RF carrier 
I SPA setting: BW = 3 kHz, SW = 20 kHz, ST = 50 ms 

harmonics PM 5390 t level ratio 2nd/3rd harmonics to RF carrier 
freq. range O. 1-340 MHz all harmonics 



harmonics PM 5390S +SPA setting: BW = 300 kHz, SW = 100 MHz, ST = Sms 



-- non harmonics, select some frequencies (PM 539o/PM539 OS) 

check freq. 190 MHz, adjust by more/less compression of coils 

check at freq. 510 MHz, adjust to minimum 

I base signal level, oscillator VC02a (ser. LO 04 onw. ) 
measured at IC303 pin 16 

I base signal level, oscillator VC02b (ser. LO 04 onw.) 
measured at IC303 pin 16 

T residual FM ; FAM setting; FM, RMS, filter 10Hz/3kHz 



check some freq. , e.g. 10, 160, 170, 340, 435, 510, 680, 840, 850MHz 



Modulation modes 



AM ext., signal to MOD IN: 10 kHznu, 0.5 Vpp, 

check at freq.: '20, 150, 190, 320, 490, 530, 660, 850, 1000 MHz 



AM ext., signal to MOD IN: 20 kHz'^, 1 Vpp; check some RF freq. 

FM ext., signal to MOD IN: 20 kHz~, 1 Vpp; adjust 0588 || 1 .2pF . . . 3 .3pF 
FM intern 



Vl^, SPA setting: BW = 300 kHz, SVJ = 5 liHz, ST = 5ms, Zero 
residual RF carrier, signal to VIDEO IN: CVBS white 1 Vpp 







SAFETY INSPECTION AND TESTS AFTER REPAIR AND MAINTENANCE 
IN THE PRIMARY CIRCUIT 



GENERAL DIRECTIVES 

— Take care that creepage distances and clearances have not been reduced 

— Before soldering, wires: 

— should be bent through the holes of solder tags, or wrapped round the tag in the form of an open 
U, or, wiring ridigity shall be maintained by cable clamps or cable lacing. 

^ Replace ail insulating guards and -plates. 



SAFETY COMPONENTS 

Components in the primary circuit may only be renewed by components selected by Philips, see also 
chapter 9.1 . 



CHECKING THE PROTECTIVE EARTH CONNECTION 

The correct connection and condition is checked by visual control and by measuring the resistance 
between the protective -lead connection at the plug and the cabinet /fra me. The resistance shall not be 
more than 0.5 r2. During measurement the mains cable should be moved. Resistance variations Indicate 
a defect. 



CHECKING THE INSULATION RESISTANCE 

Measure the insulation resistance at U = 500 Vdc between the mains connections and the protective lead 
connections. For this purpose set the mains switch to ON. The insulation resistance shall not be less 
than 2 M^2. 

Note; 

2 is a minimum requirement at 40^ C and 95 % relative humidity. Under normal conditions the 
insulation resistance should be much higher (10 to 20 MO). 
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9 . SPARE PARTS 

9.1. GENERAL 
Standard Parts 

Electrical and mechanical parts replacement can be obtained through your local Philips organisatioi^ 
or representative. However, many of the standard electronic components can be obtained from other 
local suppliers. Before purchasing or ordering replacement parts, check the parts list for value, toleran- 
ce, rating and description. 

NOTE: Physical size and shape of a component may affect instrument performance, particular!/ 
at high frequencies. Always use direct-replacement components, unless It is known that a sub- 
stitute will not degrade instrument performance. 

Special Parts 

In addition to the standard electronic components, some special components are used; 

— Components, manufactured or selected by Philips to meet specific performance requirements. 
— Components which are important for the safety of the instrument marked with 'S' in the parts 
list. 

ATTENTION: Both type of components may only be replaced by components obtained through your 
local Philips organisation. 

9.2. STATIC SENSITIVE COMPONENTS 

This instrument contains electrical components that are suspectible to damage from static discharge. 
Servicing static-sensitive assemblies or components should be performed only at a static-free work 
station by qualified service personnel. 

9.3. HANDLING MOS DEVICES 

Though all our MOS integrated circuits incorporate protection against electrostatic discharges, they 
can nevertheless be damaged by accidental over-voltages. In storing and handling them, the following 
precautions are recommended. 

CAUTION: Testing or handling and mounting call for special attention to personal safety. Personnel 
handling MOS devices should normally be connected to ground via a resistor, 

9.4. SOLDERING TECHNIQUES 
Working method: 

— Carefully unsolder one after the other the soldering tags of the semi-conductor. 

— Remove all superfluous soldering material. Use a sucking iron or sucking litze wire. 

— Check that the tags of the replacement part are clean and pre-tinned on the soldering places. 

— Locate the replacement semi-conductor exactly on its place, and solder each tag to the relevant 
printed conductor on the circuit board. 

NOTE: Bear in mind that the maximum permissible soldering time is 10 seconds during which the 
temperature of the tags must not exceed 250 ^C. The use of solder with a low melting point is 
therefore recommended. 

Take care not to damage the plastic encapsulation of the semi-conductor (softening point of 
the plastic Is 150 °C). 

ATTENTION: When you are soldering inside the instrument it is essential to use a low-voltage solderir»g 
iron, the tip of which must be earthed to ground of the Instrument. 
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Suitable soldering irons should have temperature control and different types of nozzles (pin point tips) ^ 
e.g. Weller Magnastat WTCP or WECP, Ersa TC 70/24 V. 

If a higher wattage-rating soldering iron is used on the etched circuit boards (especially on the RF -units ), 
excessive heat can cause the etched circuit wiring to separate from the board base material. 

In general use short-time heating with high tip temperature at a small point, avoid long time heating. 

Chip components 

— Do not use unsoldered chips again 

— For replacement take only specified components 

— Do not use any adhesive to fix components 

— Replaced chips must positioned flat on the pcb before soldering starts 

— Use only resin-core solder tin with silver (60, 36, 4 Ag) 

Working method: 

— Carefully unsolder both soldering tags of the chip component. Avoid to lift printed conductor on 
the pcb. 

— Remove all superfluous material. Use a sucking iron or sucking copper lltze wire. 

— Locate the replacement chip exactly in place 

— An additional fixing point made by solder-tin could be efficient. 

— Solder each tag to the relevant printed conductor on the pcb 

— After a short cooling period resolder again the first soldered joint (tension release of the chip). 




Fig. 14 



Replacement of chip components 
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9.5. PARTS LIST PM 5390 

9.5,1. MECHANICAL PARTS, miscellaneous, parts not on units 



Item Fig. Quantity Order number Description 



1 


31 


1 


5322 


447 


90354 


2 


31 


4 


5322 


462 


10222 


3 




2 


5322 


520 


34164 


4 




2 


5322 


530 


84075 


5 




2 


5322 


528 


34101 


6 




2 


5322 


532 


51481 


7 




2 


5322 


498 


54048 


8 




1 


5322 


498 


54051 


9 




2 


5322 


414 


30043 


10 




1 


5322 


321 


20697 


11 


32 


1 


5322 


256 


34081 


12 


32 


4 


5322 


462 


44176 


751 




1 


5322 


146 


40342 


751 






5322 


146 


50205 


851 


31 


1 


5322 


276 


14128 


13 




1 


5322 


447 


94363 


856 


31 


1 


4822 


253 


30014 


- 




1 


4822 


253 


30018 


857 


32 


1 


5322 


267 


30416 


840 


32 


1 


5322 


266 


51002 


14 


31 


3 


5322 


267 


10004 


814 




1 


5322 


210 


70083 


854 




1 


5322 


267 


10136 


854A 




1 


5322 


321 


2081 1 


841 


32 


1 


5322 


277 


24053 


842,843 


32 


2 


5322 


277 


24045 


844 


32 


1 


5322 


277 


24053 


15 




1 


5322 


321 


20812 


16 




28 


5322 


276 


11191 


17 


31 


28 


5322 


414 


70031 


18 


31 


1 


5322 


459 


20276 


19 




1 


5322 


466 


91448 


20 




17 


5322 


255 


40336 


21 




3 


5322 


255 


44107 


22 




1 


5322 


255 


44055 


23 




4 


5322 


255 


44229 


24 




2 


5322 


255 


44234 


25 




6 


5322 


255 


44235 


501 




1 


4822 


122 


30128 


601 




1 


4822 


116 


51279 


760 




1 


5322 


158 


14034 


- 




1 


5322 


390 


24013 








5322 


390 


80129 



COVER 

FOOT (BOTTOM SIDE) 

BEARING BUSH 

SPRING 

RATCHET 

RING FOR HANDLE 
ARM FOR HANDLE 
CARRYING HANDLE 
KNOB 

*S MAINS CABLE 

*S FUSE HOLDER 

FOOT (REAR SIDE) 

*S MAINS TRANSFORMER until LO04 . . 

*S MAINS TRANSFORMER from L005...onw. 

*S MAINS SWITCH 

*S PROTECTION CAP P.851 

*S FUSE 315MAT 

*S FUSE 630MAT 

*S MAINS SOCKET/FILTER 

IEEE BUS CONNECTOR 
BNC CONNECTOR 

RF ATTENUATOR UNIT 
BNC CONNECTOR RF OUTP. 

RF OUTPUT CONNECT. PIECE 
PM5390 series LO 01...03 
BATT . SWI TCH ( REAR S . ) 

DEV .ADDRESS SK 1-4 
DEV.ADRESS SK 5 

FLAT CABLE CON. U 1/6 
PUSHBUTTON (KEYB.) 

CAP FOR PUSHBUTTON 
WINDOW F. DISPLAY 
RETAINING STRIP U1/3 

IC SOCKET, 14P0LE 
IC SOCKET, 16P0LE 
IC SOCKET, 20P0LE 
IC SOCKET, 2 4P0LE 
IC SOCKET, 28P0LE 

IC SOCKET, 4OP0LE 
CAPACITOR 4N7/100V 
*S RESISTOR 1MA0/MR30 
COIL 220MUH 
SILICON PASTE 142G 
SOLDERING TIN (60/36/4^G) 



*S = safety component 
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9.5.2. EliECTRICAL PARTS 

Some parts are Isited in chapter 9.5. T. 

All metal film resistors not listed are of type MR 25+1% 0.4W 
(ordering code see end of this list). 

*1 Please order loaded PROM directly via Philips Supply Center 
Hamburg ( note software version) . 

ITEM DESCRIPTION ORDERING CODE 



UNIT 1 



INTEGRATED CIRCUITS/U1 



301 


INTEGR. CIRCUIT 


MC3441P 




5322 


209 


85464 


302 


INTEGR. CIRCUIT 


HEF4518BP 




5322 


209 


14064 


303 


INTEGR. CIRCUIT 


HEF4077BP 




4822 


209 


10223 


304 


INTEGR. CIRCUIT 


MC3441P 




5322 


209 


85464 


305 


INTEGR. CIRCUIT 


HEF4738VP 




5322 


209 


14509 


306*1 


INTEGR. CIRCUIT 


HN462716,PROM 


( software 


vers ion) 




307 


INTEGR. CIRCUIT 


N74LS02A 




5322 


209 


85312 


308,314 


INTEGR. CIRCUIT 


MC3441P 




5322 


209 


85464 


309,310 


INTEGR. CIRCUIT 


HEF40097BP 




5322 


209 


14433 


312 


INTEGR. CIRCUIT 


N74LS32A 




5322 


209 


85311 


313 


INTEGR. CIRCUIT 


CDP1823CE 




5322 


209 


81779 


311*1 


INTEGR. CIRCUIT 


HN462732G,PROM (software 


version) 




315 


INTEGR. CIRCUIT 


HEF4014BD 




482 2 


209 


10296 


316 


INTEGR. CIRCUIT 


P8085AH 




5322 


209 


50032 


317 


INTEGR. CIRCUIT 


N74LS363N 




5322 


209 


81776 


318 


INTEGR. CIRCUIT 


P8155H 




5322 


209 


14563 


320 


INTEGR. CIRCUIT 


N74LS155N 




4822 


209 


85752 


321 


INTEGR. CIRCUIT 


ICL82 1 2CPA 




5322 


209 


81775 


DIODE S/U1 














401 ,402 


DIODE 


AAZ15 




482 2 


130 


30229 


403 


DIODE 


BAW62 




4822 


130 


30613 


404 


DIODE 


AAZ15 




482 2 


130 


30229 


CAPACIT0RS/U1 












501,505 


CAP, SOLID ALU. J 


SAL 22UF 20% 


6,3 V 


4822 


124 


20989 


502,509 


CAPACITOR, CERAM 


10NF 80% 


100V 


4822 


122 


30043 


503,504 


CAPACITOR, CERAM 


22NF 80% 


63V 


5322 


122 


31795 


506,508 


CAPACITOR, CERAM 


22NF 80% 


63V 


5322 


122 


31795 


507 


CAPACITOR, CERAM 


10PF 2% 


100V 


4822 


122 


31054 


510 


CAP, SOLID ALU. J 


SAL 22UF 20% 


6.3 V 


482 2 


124 


20989 


511 


CAPACITOR , CERAM 


22NF 80% 


63V 


5322 


122 


31795 


512 


CAPACITOR, CERAM 


56PF 2% 


63V 


4822 


122 


31524 


RESIST0RS/U1 












603,615 


RESISTOR-NETW. 


8x4K7 5% 


0, 125W 


5322 


116 


90132 


604,613 


RESISTOR-NETW. 


4x4K7 5% 


0, 125W 


5322 


116 


90131 


CRYSTAL/U1 














801 


CRYSTAL 


6.000 MHz 


HC18U 


482 2 


242 


70392 


BATTERY/U1 














805 


BATTERY 


NICD-BATT. 


3,6V 


5322 


138 


10047 
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ITEM DESCRIETION 



ORDERING CODE 



UNIT 2 

TRANSISTORS/U2 



330-333 


TRANSISTOR 


BC557B 


4822 


130 


44568 


335 


TRANSISTOR 


BC338 


4822 


130 


44121 


336 


TRANSISTOR 


BC548B 


4822 


130 


40937 


337,338 


TRANSISTOR 


BC338 


4822 


130 


44121 



PIODES/U2 



401 


DIODE, REFERENCE 


BZV46-C2VO 


482 2 


130 


31248 


402 ,403 


DIODE 


AA144 


5322 


130 


32161 


405 


DIODE 


BAW62 


4822 


130 


30613 


406,407 


DIODE 


AA144 


5322 


130 


32161 


408,409 


DIODE 


BAW62 


4822 


130 


30613 



INTEGRATED CIRCUITS/U2 



301 


INTEGR. CIRCUIT 


HEF4751VP 


5322 


209 


10525 


302 


INTEGR. CIRCUIT 


N74LS09N 


5322 


209 


85801 


303 


INTEGR. CIRCUIT 


MC1458N 


4822 


209 


81349 


304 , 308 


INTEGR. CIRCUIT 


UA741N 


5322 


209 


85957 


305,309 


INTEGR. CIRCUIT 


P8255A 


5322 


209 


86126 


306 


INTEGR. CIRCUIT 


N74LS09N 


5322 


209 


85801 


307 


INTEGR. CIRCUIT 


SN74HC4024 


5322 


209 


82801 


310,314 


INTEGR. CIRCUIT 


HEF4066BP 


5322 


209 


14104 


311 


INTEGR. CIRCUIT 


HEF4023BD 


4822 


209 


10252 


312 


INTEGR. CIRCUIT 


HEF4520BP 


5322 


209 


14189 


313 


INTEGR. CIRCUIT 


SN74LS05N 


5322 


209 


84994 


315 


INTEGR. CIRCUIT 


SN7409N 


5322 


209 


84464 


316 


INTEGR. CIRCUIT 


SN7406J-00 


5322 


209 


86327 



CAPACITORS/U2 



501,503 


CAPACITOR, CERAM 


22PF 


2% 


100V 


4822 


122 


31063 


502 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


504,506 


CAP, ELEC. SAL 


10UF 


20% 


16V 


5322 


124 


14066 


508 


CAPACITOR, CERAM 


22PF 


2% 


100V 


4822 


122 


31063 


509 


CAP, ELEC. SAL 


10UF 


20% 


16V 


5322 


124 


14066 


510-512 


CAPACITOR, CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


515-517 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


518 


CAPACI TOR , CE RAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


520-525 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 



RESISTORS/U2 



601 


RESISTOR-NETW. 


8x1 5K 


5% 0,125W 


5322 


116 


60192 


626 


POTM. TRIMMING 


4K7 


LIN 


0, 1W 


4822 


100 


10236 


628 


RESISTOR-NETW. 


8x4K7 


5% 0, 125W 


5322 


116 


90132 


651 


RESISTOR-NETW. 


4x4 7K 


5% 0,125W 


5322 


116 


60189 


681 


POTM. TRIMMING 


2K2 


LIN 


0, 1W 


482 2 


100 


10027 


607 


RESISTOR 


45 3K 


1% 


0,3W 


5322 


116 


52443 



* only PM 5390 S 
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ITEM DESCRIPTION 



ORDERING CODE 



UNIT 3 



TRANSIST0RS/U3 



301,308 


TRANSISTOR 


BC548B 






4822 


130 


40937 


302 


TRANSISTOR 


BC557 






4822 


130 


44256 


303 


TRANSISTOR 


BC338 






4822 


130 


44121 


304 


INTEGR. CIRCUIT 


SG3823N 




5322 


209 


84862 


305 


TRANSISTOR 


BC558B 






482 2 


130 


44197 


306 


TRANSISTOR 


BC548C 






4822 


130 


44196 


307 


INTEGR. CIRCUIT 


MC3386F 


’ (CA3086) 


5322 


209 


86236 


309 


TRANSISTOR 


BF240 






4822 


130 


40902 


310 


TRANSISTOR 


BC548B 






482 2 


130 


40937 


311 


TRANSISTOR 


BF450 






4822 


130 


44237 


DI0DES/U3 
















401 


DIODE , REFERENCE 


BZV46-C2V0 




482 2 


130 


31248 


402,403 


DIODE 


BAW62 






4822 


130 


30613 


410 


DIODE 


BB909A 






5322 


130 


32162 


INTEGRATED CIRCUITS/U3 














351,352 


INTEGR. CIRCUIT 


SN74LS05N 




5322 


209 


84994 


353-356 


INTEGR. CIRCUIT 


HEF4066BP 




5322 


209 


14104 


357 


INTEGR. CIRCUIT 


UA741N 






5322 


209 


85957 


CAPACIT0RS/U3 














50 1 , 505 


CAPACITOR, CERAM 


10NF 


80% 


100V 


482 2 


122 


30043 


502 


CAP, ELEC. SAL 


33UF 


20% 


6,3 V 


4822 


124 


40963 


504,506 


CAP, ELEC. SAL 


10UF 


20% 


16V 


5322 


124 


14066 


507,517 


C AP ACITO R , CERAM 


10NF 


80% 


100V 


4822 


122 


30043 


508 


CAP, ELEC. SAL 


10UF 


20% 


16V 


5322 


124 


14066 


51 1,512 


CAP, ELEC. SAL 


22UF 


20% 


10V 


4822 


124 


20943 


513 


CAPACITOR, FOIL 


220NF 




63V 


5322 


121 


44258 


514 


CAP,ELECTROLYT. 


150UF 


50% 


6,3 V 


4822 


124 


20672 


515 


CAPACITOR, CERAM 


33PF 


2% 


100V 


5322 


122 


31995 


516 


CAPACITOR, CERAM 


*6P8 


2% 


100V 


5322 


122 


31994 


518,521 


CAP, ELEC. SAL 


10UF 


20% 


16V 


5322 


124 


14066 


519 


CAP, ELEC. SAL 


22UF 


20% 


6,3V 


4822 


124 


20989 


522 


CAPACITOR, CERAM 


10NF 


80% 


100V 


482 2 


122 


30043 


523 


CAP,ELECTROLYT. 


220UF 


50% 


16V 


4822 


124 


20693 


531 


CAP, ELEC. SAL 


2,2UF 


20% 


16V 


4822 


124 


40902 


532 


CAP, ELEC. SAL 


47UF 


20% 


6,3V 


4822 


124 


40901 


533-535 


CAPACITOR, FOIL 


100NF 


10% 


50V 


5322 


122 


30108 


541 


CAP,ELECTROLYT. 


47UF 


20% 


10V 


5322 


124 


21391 


542,550 


CAPAITOR, CERAM 


220PF 


10% 


100V 


4822 


122 


30094 


543,549 


CAP,ELECTROLYT. 


10UF 


50% 


16V 


5322 


124 


14066 


544 


CAPACITOR, CERAM 


150NF 


10% 


50V 


482 2 


121 


40231 


545 


CAPACITOR, FOIL 


100NF 


10% 


50V 


5322 


122 


30108 


546 


CAP .ELECTROLYT 


2 .2UF 


20% 


16V 


4822 


124 


10204 


547 


CAP.ELECTROLYT 


220UF 


20% 


10V 


4822 


124 


40181 


548 


CAPACITOR, FOIL 


1MU 


10% 


50V 


5322 


121 


41883 


552,556 


CAPACITOR, TRIMM 


1-6PF 




400V 


5322 


125 


54006 


553,554 


CAPACITOR, CERAM 


56PF 


2% 


100V 


482 2 


122 


31524 


557,558 


CAPACITOR, CERAM 


18 PF 


2% 


100V 


5322 


122 


31061 


560 


CAPACITOR, TRIMM 


1 - 6PF 


400V 


5322 


125 


54006 


561 


CAPACI TOR, CE RAM 


15PF 


2% 


100V 


482 2 


122 


31058 


562 


CAPACITOR, CERAM 


22PF 


2% 


100V 


482 2 


122 


31063 


563 


CAPACITOR, CERAM 


39PF 


2% 


100V 


5322 


122 


31996 


564 


CAPACI TOR, TRIMM 


2.5-25PF 


250V 


5322 


125 


54058 


565,568 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


566 


CAPACI TOR, CERAM 


68PF 


2% 


100V 


5322 


122 


31997 


567 


CAPACITOR, CERAM 


INF 


10% 


100V 


4822 


122 


30027 


569,571 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


570 


CAPACITOR, CERAM 


47PF 


2% 


100V 


4822 


122 


31072 


572 


CAP, ELECTROLYT. 


47UF 


20% 


10V 


5322 


124 


21391 


573 


CAPACITOR, CERAM 


100NF 


10% 


50V 


5322 


122 


32002 


574 


CAPACITOR, CERAM 


* 33PF 


2% 


100V 


5322 


122 


31995 






* value may be 


altered in test. 
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9-7 



ITEM 



DESCRIPTION 



ORDERING CODE 



RESISTORS/U3 



609,610 


RESISTOR-NETW. 


8x4K7 


5% 


0, 125W 


5322 


116 


60191 


63 1,639 


POTM. TRIMMING 


2K2 


LIN 


0, 1W 


4822 


100 


10027 


645,677 


POTM. TRIMMING 


2K2 


LIN 


0, m 


4822 


100 


10027 


671,674 


RESISTOR, HT 


10M 






4822 


1 10 


72214 


681 


POTM, TRIMMING 


470E 


LIN 


0, 1W 


482 2 


100 


10023 


692,696 


POTM, TRIMMING 


22K 


LIN 


0, 1W 


5322 


101 


44041 


CX)3LS/U3 
















801 


COIL 


6UH 






5322 


157 


54136 


802 


COIL 


100 UH 






5322 


158 


10243 


UNIT 4 
















TRANSIST0RS/U4 














351,352 


TRANSISTOR 


BC338 






4822 


130 


44121 


353,354 


TRANSISTOR 


BC558B 






4822 


130 


44197 


355,356 


TRANSISTOR 


BC636 






4822 


130 


44283 


357-360 


TRANSISTOR 


BC558B 






4822 


130 


44197 


361 ,362 


TRANSISTOR 


BC338 






4822 


130 


44121 


363,364 


TRANSISTOR 


BC636 






4822 


130 


44283 


365-368 


TRANSISTOR 


BC558B 






4822 


130 


44197 


369,370 


TRANSISTOR 


BC338 






4822 


130 


44121 


371,372 


TRANSISTOR 


BC558B 






4822 


130 


44197 


373-375 


TRANSITOR 


BC636 






4822 


130 


44283 


376 


TRANSITOR 


BC548B 






482 2 


130 


40937 


377 


TRANSISTOR 


BC338 






4822 


130 


44121 


378,379 


TRANSISTOR 


BC558B 






4822 


130 


44197 


380,381 


TRANSISTOR 


BC636 






4822 


130 


44283 


382,383 


TRANSISTOR 


BC558B 






482 2 


130 


44197 


384-389 


TRANSISTOR 


BC636 






4822 


130 


44283 


INTEGRATED CIRCUITS/U4 














301 


INTEGR. CIRCUIT 


N74LS154N 




5322 


209 


86085 


302 


INTEGR. CIRCUIT 


P8279 






5322 


209 


86243 


303 


INTEGR. CIRCUIT 


SN74LS03N 




5322 


209 


85265 


304 


INTEGR. CIRCUIT 


•N74LS155N 




5322 


209 


85752 


305 


INTEGR. CIRCUIT 


SN74LS05N 




5322 


209 


84994 


306 


INTEGR. CIRCUIT 


N74LS00N 




5322 


209 


84823 


307 


INTEGR. CIRCUIT 


NE555N 






4822 


209 


80775 


308 


INTEGR. CIRCUIT 


SN74LS248N 




5322 


209 


85789 


CAPACIT0RS/U4 














501-505 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


506 


CAP,ELECTROLYT. 


68UP 


50% 


6,3 V 


4822 


124 


20671 


507 


CAP, ELEC. TANTAL 


3,3UF 


20% 


16V 


5322 


124 


14069 


508 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


RESIST0RS/U4 














601 ,602 


RESISTOR-NETW. 


8x4K7 


5% 


0, 125W 


5322 


116 


90132 


603 


RESISTOR-NETW. 


8x2K2 


5% 


0, 125W 


5322 


116 


60193 


UNIT 5 
















DIODES/U5 
















416-426 


LED 


CQY54 






4822 


130 


30914 


DISPLAY/U5 














401-412 


DISPLAY 


HP5082- 


7730 




5322 


130 


34389 


413 


DISPLAY 


HP5082- 


7732 




5322 


130 


34985 


414,415 


DISPLAY 


HP5082- 


7730 




5322 


130 


34389 




Sept .87 



9-8 



item description 



ORDERING CODE 



UNXT 7 



TRBNSISTORS/INTEGRATED CIRCUITS/DIODES 



301 


TRANSISTOR 


EDI 39 






4822 


130 


4082 3 




302 


INTEGR. CIRCUIT 


UA723CN 




5322 


209 


85889 




40 1 


RECTIFIER 


SKB2/08L5 




5322 


130 


32031 




403 


DIODE, REF. 


BZX79-I 


239 




4822 


130 


34145 




CAPACITORS 
















501 


CAP.ELECTROLYT. 


220UF 


63V 


4822 


124 


20801 




502,503 


CAP.ELECTROLYT. 


4,7UF 


63V 


4822 


124 


20726 




505 


CAP. CERAMIC 


470PF 


10% 


100V 


5322 


122 


31796 




506 


CAP.ELECTROLYT. 


100UF 


63V 


5322 


124 


21271 




507 


CAP.CERAJ^IIC 


100NF 


10% 50V 


5322 


122 


32002 




UNIT 10 


















TR?SN SI STORS/U 1 0 
















301 


TRANSISTOR 


BDI 39 






482 2 


130 


4082 3 




DIODES/U10 
















401,402 


RECTIFIER 


BY260- 


200 




482 2 


130 


32145 




403,404 


DIODE 


BY206 






4822 


130 


30839 




405 


DIODE, REFERENCE 


BZX79- 


B36 




482 2 


130 


34368 




410 


RECTIFIER 


SKB2/08L5A 




5322 


130 


32031 


*2 


INTEGRATED CIRCUITS/UlO 
















351 


INTEGR. CIRCUIT 


78GU1C 






5322 


209 


85565 




352 


INTEGR. CIRCUIT 


UA7812UC 




5322 


209 


86176 




353 


INTEGR. CIRCUIT 


UA7912CU 




5322 


209 


81179 




354,355 


INTEGR. CIRCUIT 


LM340T 


-5.0 




4822 


130 


41223 




356 


INTEGR. CIRCUIT 


SN74LS05N 




5322 


209 


84994 




360 


INTEGR. CIRCUIT 


UA7824UC 




5322 


209 


86026 




CAPACIT0RS/U10 
















503 


CAP,ELECTROLYT 


47UF 


50% 


63V 


482 2 


124 


20733 




504 


CAP,ELECTROLYT. 


220UF 


50% 


63V 


4822 


124 


20801 




505 


CAP,ELECTROLYT. 


10UF 


50% 


63V 


5322 


124 


21356 




506 


CAP,ELECTROLYT. 


4,7UF 


50% 


63V 


4822 


124 


20726 




507,511 


CAP, ELEC. SAL 


1 ,5UF 


20% 


25V 


482 2 


124 


20942 




508,512 


CAP,ELECTROLYT. 


22UF 


50% 


25V 


4822 


124 


20698 




509,513 


CAPACITOR, CERAM 


10NF 


50% 


100V 


4822 


122 


31414 




510 


CAP,ELECTROLYT. 


6800UF 


30% 


25V 


5322 


124 


40781 




514 


CAP,ELECTROLYT. 


2200UF 


30% 


40V 


4822 


124 


40351 




515,517 


CAP, ELEC. SAL 


1 ,5UF 


20% 


25V 


4822 


124 


20942 




516,518 


CAP,ELECTROLYT. 


22UF 


50% 


25V 


482 2 


124 


20698 




519 


CAPACITOR, CERAM 


10NF 


20% 


100V 


4822 


122 


31414 




520 


CAP,ELECTROLYT. 


10000UF 


30% 


19V 


5322 


124 


44055 




521 


CAP, ELECT. SAL 


1 ,5UF 


20% 


25V 


4822 


124 


20942 




522 


CAP,ELECTROLYT. 


22UF 


50% 


25V 


4822 


124 


20698 




523 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 




524,527 


CAPACITOR, CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 




525,526 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 




528,529 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 




530 


CAP, ELECT. SAL 


22UF 


20% 


10V 


482 2 


124 


20943 




540 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


*2 


541 


CAP,ELECTROLYT. 


10000UF 


30% 


63V 


5322 


124 


44045 


*2 


542 


CAP, ELEC. SAL 


1UF 


20% 


40V 


4822 


124 


40903 


*2 


543 


CAP,ELECTROLYT. 


10UF 


50% 


40V 


4822 


124 


20708 


*2 



*2 only PM 5390 S 
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{ 



ITEM DESCRIPTION 



ORDERING CODE 



RESISTORS/U10 



601 

609 

61 1 ,612 
622 



RESISTOR, M. FILM 
POTM, TRIMMING 
RESISTOR, M.FILM 
RESISTOR, M. FILM 



REIAIS/U10 

801-806 

807-808 

810 



RELAY, REED 
RELAY, REED 
RELAY, REED 



2E26 1% 

IK LIN 

2E26 1% 

2E26 1% 



0,4W 5322 
0,1W 4822 
0,4W 5322 
0,4W 5322 



4822 

5322 

5322 



116 51835 
100 10037 
116 51835 
116 51835 *2 



280 20064 
280 80511 
280 80511 *2 



RF UNIT 1 



*2 ONLY PM 5390 S 



TRANSISTORS/RF-U 1 



351 


TRANSISTOR 


BF480 


5322 


130 


44582 


352 


TRANSISTOR 


BFR96/02 


5322 


130 


44911 


353 ,354 


TRANSISTOR 


BFR96/02 


5322 


130 


44911 


355 


TRANSISTOR 


BC548B 


4822 


130 


40937 


358-362 


TRANSISTOR 


BC548A 


4822 


130 


40948 


363 


TRANSISTOR 


BD677 


4822 


130 


41484 


364 


TRANSISTOR 


BF480 


5322 


130 


44582 


365 


TRANSISTOR 


BC548B 


4822 


130 


40937 


366 


TRANSISTOR 


BFR96/02 


5322 


130 


44911 



DIOPES/RF-U1 



401 ,402 


DIODE 


BAW62 


4822 


130 


30613 


403 


DIODE 


BB909A 


5322 


130 


32162 


405 


DIODE 


BB909A 


5322 


130 


32162 


406-408 


DIODE 


BB405B 


5322 


130 


34953 


409 ,410 


DIODE 


HP5082-281 1 


5322 


130 


34018 


411-419 


DIODE 


BA379 


5322 


130 


80 399 


420 


DIODE , REFERENCE 


BZX79-B5V6 


4822 


130 


34173 


421-423 


DIODE 


BA379 


5322 


130 


80399 


424 


DIODE 


BA482 


5322 


130 


34955 


425,426 


DIODE 


BA379 


5322 


130 


80399 


427 


DIODE 


BAW62A 


4822 


130 


30613 


428 


DIODE 


BA379 


5322 


130 


80 399 


431-435 


DIODE 


BAW62 


4822 


130 


30613 


437 


DIODE 


BB405B 


5322 


130 


34953 


438 


DIODE 


BAT85 (2 diodes) 


4822 


130 


31983 LO 05 onw 


441 


DIODE 


BA379 


5322 


130 


80399 


INTEGRATED 


CIRCUITS/RF-U1 










301 ,302 


INTEGR.CIRCUIT 


UA741N 


5322 


209 


85957 


304 


INTEGR.CIRCUIT 


OM350 


5322 


209 


81008 


303 ,305 


INTEGR.CIRCUIT 


OM360 


5322 


209 


81361 


306 


INTEGR.CIRCUIT 


MWA320 


5322 


209 


81778 


307 


INTEGR.CIRCUIT 


UA7805CU 


5322 


2 09 


84841 



308 

309 

310,311 

312 

313 

314 



INTEGR. CIRCUIT 
INTEGR.CIRCUIT 
INTEGR. CIRCUIT 
INTEGR.CIRCUIT 
INTEGR.CIRCUIT 
INTEGR.CIRCUIT 



MC4044L 

HEF4040BP 

OM350 

CA3179G 

MWA130 

REF-01CP 



5322 


209 


85821 


5322 


209 


14269 


5322 


209 


81008 


5322 


209 


81777 


5322 


209 


81783 


5322 


209 


82768 LO 05 onw 



CAP ACITORS/RF-U 1 



451-455 


CAP,FEEDTROUGH 


2,2NF 


80% 


160V 


5322 


122 


70114 


456 


CAP/FEEDTROUGH 


47PF 


10% 


160V 


5322 


122 


70112 


457-459 


CAP,FEEDTROUGH 


2,2NF 


80% 


160V 


5322 


122 


70114 


460 


CAP,FEEDTROUGH 


47PF 


10% 


160V 


5322 


122 


70113 


461 ,462 


CAP,FEEDTROUGH 


2,2NF 


80% 


160 V 


5322 


122 


70114 


464 


CAPACITOR, CERAM 


IPS 0 


,25PF 


100V 


5322 


122 


32101 



I 
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9-10 



ITEM 


DESCRIPTION 








ORDERING 


CODE 


465 


CAPACITOR , CERAM 


15UF 


10% 


16V 


4822 


124 


20977 


466 


CAPACITOR , CERAM 


18PF 


2% 


100V 


4822 


122 


31061 


467* 


CAPACITOR , CERAM 


2,2PF 


0,25PF 


63V 


5322 


122 


40399 


468 


CAPACITOR, CERAM 


3P9 


2% 


63V 


5322 


122 


34107 


469 


CAPACITOR, CHIP 


820PF 


80% 


400V 


5322 


122 


32001 


470,480 


CAPACITOR , CERAM 


INF 


10% 


63V 


5322 


122 


40419 


471,476 


CAPACITOR , CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


472* 


CAPACITOR , CERAM 


IPO 


0,25PF 


63V 


4822 


122 


30104 


473,478* 


CAPACITOR, CERAM 


0P68 


0,25PF 


63V 


5322 


122 


40411 


475 


CAP , ELECTROLYT . 


15UF 


10% 


16V 


4822 


124 


20977 


481 


CAPACITOR, CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


485 


CAPACITOR, CERAM 


0,68PF 


0,25PF 


63V 


5322 


122 


40411 


486 


CAP • ELECTROLYT . 


15UF 


10% 


16V 


4822 


124 


20977 


487 


CAPACITOR, CERAM 


15PF 


10% 


400V 


5322 


122 


40417 


488,489 


CAPACITOR, CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


498,499 


CAPACITOR, CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


490 


CAPACITOR, CERAM 


INF 


10% 


63V 


5322 


122 


40419 


491 


CAPACITOR, CERAM 


INF 


10% 


63V 


5322 


122 


40418 


494,495 


CAPACITOR, CERAM 


0 ,68PF 


0,25PF 


63V 


5322 


122 


40411 


496 


CAPACITOR, CERAM 


15UF 


10% 


16V 


5322 


124 


20977 


497 


CAPACITOR, CERAM 


8,2PF 


0,25PF 


40 0V 


5322 


122 


40416 


501,506 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


502 


CAPACITOR, CERAM 


100N 


10% 


50V 


5322 


122 


32002 


503 


CAPACITOR, CERAM 


100PF 


2% 


63V 


5322 


122 


40405 


504 


CAPACITOR, CERAM 


220PF 


2% 


63V 


5322 


122 


40407 


505 


CAPACITOR , CERAM 


6,8PF 


2% 


100V 


5322 


122 


31994 


507 


CAPACITOR, CERAM 


INF 


10% 


63V 


5322 


122 


40419 


508,514 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


509 


CAPACITOR, CHIP 


820PF 


80% 


400V 


5322 


122 


32001 


510,511 


CAPACITOR , CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


512,513 


CAPACITOR, CHIP 


820PF 


80% 


40 0V 


5322 


122 


32001 


515 


CAPACITOR, CERAM 


INF 


10% 


63V 


5322 


122 


40419 


516,517 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


518 


CAPACITOR, CERAM 


56PF 


2% 


63V 


5322 


122 


40408 


519 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


520,524 


CAPACITOR, CERAM 


INF 


10% 


63V 


5322 


122 


40418 


521,523 


CAPACITOR,CERAM 


6,8PF 


0,25PF 


63V 


5322 


122 


40403 


522 


CAPACITOR , CERAM 


10PF 


2% 


63V 


5322 


122 


40397 


525,527 


CAPACITOR, CERAM 


4,7PF 


0,25PF 


63V 


5322 


122 


40423 


526 


CAPACITOR , CERAM 


8,2PF 


0,25PF 


63V 


5322 


122 


40413 


528 


CAPACITOR, CERAM 


INF 


10% 


63V 


5322 


122 


40418 


529,533 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


530 


CAPACITOR , CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


531 


CAPACITOR, CERAM 


INF 


10% 


63V 


5322 


122 


40419 


532 


CAPACITOR, CHIP 


820PF 


80% 


400V 


5322 


122 


32001 


534 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


535,536 


CAPACITOR, CHIP 


820PF 


80% 


40 0V 


5322 


122 


32001 


537,539 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


538 


CAPACITOR , CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


540,542 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


541 


CAPACITOR, CHIP 


820PF 


80% 


40 0V 


5322 


122 


32001 


544 


CAPACITOR, CERAM 


OP68 


0,25PF 


63V 


5322 


122 


4041 1 


545,550 


CAPACITOR, CHIP 


220NF 


10% 


63V 


5322 


122 


31999 


543,548 


CAPACITOR, CHIP 


1NF 


10% 


63V 


5322 


122 


31998 


546 


CAPACITOR, CERAM 


0,68PF 


0,25PF J 


500V 


4822 


122 


31213 


547 


CAPACITOR, CERAM 


2,2NF 


0,25PF 


63V 


5322 


122 


40399 


551 


CAP. ELEC. SAL 


15UF 


20% 


16V 


4822 


124 


20977 


552,556 


CAPACITORS , CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


553 


CAPACITORS , ELECT . 


2,2UF 


20% 


25V 


4822 


124 


21255 


554,555 


CAPACITORS , ELECT . 


SAL 15UF 


20% 


16V 


4822 


124 


20977 



* 



may be altered in test 
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9-1 1 



ITEM 


DESCRIPTION 








ORDERING 


CODE 


557 


CAPACITOR , ELECT . 


SAL 15UF 


20% 


16V 


4822 


124 


20977 


559 


CAPACITOR, CERAM 


1 ,2PF 


0.25PF 63V 


5322 


122 


40415 


560 


CAP, ELEC. SAL 


22UF 


20% 


6.3 V 


4822 


124 


20989 


561 


CAP, ELEC. SAL 


4.7UF 


20% 


25V 


4822 


124 


10367 


562 ,563 


CAP. ELEC. SAL 


15UF 


20% 


16V 


4822 


124 


20977 


564 


CAPACITOR, CHIP 


220NF 


10% 


63V 


5322 


122 


31999 


565 


CAPACITOR, CERAM 


ICON 


10% 


50V 


5322 


122 


32002 


566 


CAPACITOR, CHIP 


820PF 


80% 


400V 


5322 


122 


32001 


567 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


568 


CAPACITOR, CERAM 


4,7PF 


0,25PF 63V 


5322 


122 


40412 


569 


CAP, ELEC. SAL 


15UF 


20% 


16V 


4822 


124 


20977 


570 


CAPACITOR , CERAM 


2,7PF 


0.25PF 63V 


5322 


122 


40448 


571 


CAPACITOR , CERAM 


100N 


10% 


50V 


5322 


122 


32002 


572 ,574 


CAPACITOR , CERAM 


INF 


10% 


63V 


5322 


122 


40419 


573 ,575 


CAPACITOR, CERAM 


5,6PF 


0,25PF 63V 


5322 


122 


4040 2 


576 


CAP ACI TOR , CE RAM 


INF 


10% 


63V 


5322 


122 


40419 


578 


CAPACITOR, CHIP 


220NF 


10% 


63V 


5322 


122 


31999 


579-581 


CAPACITOR , CERAM 


INF 


10% 


63V 


5322 


122 


40419 


582 


CAP. ELEC. SAL 


15UF 


10% 


16V 


4822 


124 


20977 


583 ,586 


CAPACITOR , CERAM 


INF 


10% 


63V 


5322 


122 


40419 


584 


CAPACITOR, FOIL 


1UF 


5% 


50V 


5322 


121 


42398 


585 


CAP, ELEC. SAL 


10UF 


20% 


16V 


5322 


124 


14066 


587 ,590 


CAPACITOR, CERAM 


100N 


10% 


50V 


5322 


122 


32002 


588 ,593 


CAPACITOR, CHIP 


220NF 


10% 


63V 


5322 


122 


31999 


589 


CAPACITOR, CERAM 


10 0NF 


10% 


50V 


5322 


122 


32002 


591 


CAPACITOR , CERAM 


INF 


10% 


63V 


5322 


122 


40418 


592 ,597 


CAPACITOR, CHIP 


220NF 


10% 


63V 


5322 


122 


31999 


594 


CAPACITOR, CERAM 


56PF 


2% 


63V 


5322 


122 


40408 


595 


CAPACITOR, TRIMM 


20PF-2PF 






4822 


125 


50201 


596 


CAPACITOR, CHIP 


820PF 


80% 


400V 


5322 


122 


3200 1 


599 


CAPACITOR, TRIMM 


3-8PF 






5322 


125 


60097 


RESISTORS/RF-U1 














600 


RESISTOR, CARBON 


10E 


5% 


0,2W 


4822 


116 


52176 


625-628 


RESISTOR, CARBON 


16E 


5% 


0,2W 


4822 


111 


30712 


629,660 


RESISTOR, CARBON 


51E 


5% 


0,2W 


4822 


111 


30769 


638 


POTM, TRIMMING 


470E 


LIN 


0,5W 


5322 


101 


14047 


641 ,652 


RESISTOR, CARBON 


IK 


5% 


0,2W 


4822 


116 


52204 


649,733 


RESISTOR, CARBON 


. 150E 


5% 


0,2W 


4822 


111 


30325 


657,662 


RESISTOR, CARBON 


IK 


5% 


0,2W 


4822 


116 


52204 


664,666 


RESISTOR, CARBON 


IK 


5% 


0,2W 


4822 


116 


52204 


659 


RESISTOR, CARBON 


75E 


5% 


0,2W 


4822 


111 


30787 


667,668 


RESISTOR, CARBON 


150E 


5% 


0,2W 


4822 


111 


30325 


673,681 


RESISTOR, CARBON 


IK 


5% 


0,2W 


4822 


116 


52204 


678 


RESISTOR, M. FILM 


910E 


5% 


0,2W 


4822 


116 


52232 


680,697 


RESISTOR, CARBON 


51E 


5% 


0,2W 


4822 


111 


30769 


684 


RESISTOR, CARBON 


IK 


5% 


0,2W 


4822 


1 16 


52204 


687 


RESISTOR, M. FILM 


1E1 


5% 


0,33W 


4822 


110 


70028 


698 


RESISTOR, CARBON 


75E 


5% 


0,2W 


4822 


111 


30787 


699 


RESISTOR, M. FILM 


1E33 


1% 


0 ,4W 


5322 


1 16 


51357 


707 


RESISTOR, CARBON 


16E 


5% 


0,2W 


4822 


111 


30712 


708 


RESISTOR, CARBON 


51E 


5% 


0,2W 


4822 


111 


30769 


718 


RESISTOR, CARBON 


360E 


5% 


0,2W 


4822 


111 


30746 


724 


RESISTOR, CARBON 


560E 


5% 


0,2W 


4822 


116 


52226 


726,727 


RESISTOR, CARBON 


22E 


5% 


0,2W 


4822 


116 


52186 


728 


RESISTOR, CARBON 


56E 


5% 


0,2W 


4822 


116 


52197 


731 


RESISTOR, CARBON 


IK 


5% 


0,2W 


4822 


1 16 


52204 


735,737 


RESISTOR, CARBON 


100E 


5% 


0,2W 


4822 


111 


30324 


736* 


RESISTOR, CARBON 


75E 


5% 


0,2W 


4822 


111 


30787 



•k 



may be altered in test 




Sept. 87 



9-12 



ITEM 


DESCRIPTION 








ORDERING 


CODE 


738 


RESISTOR, M. FILM 




100E 5% 0,2W 


4822 


116 


52175 


740 


RESISTOR, NTC 




4K7 


0 ,6W 


4822 


1 16 


30021 


COILS/RF-U1 














805,807 


COIL 




4,7UH 




5322 


158 


10628 


812,815 


COIL 




15UH 




5322 


158 


10629 


817,819 


COIL 




4,7UH 




5322 


158 


10628 


820,821 


COIL 




220UH 




5322 


158 


14034 


823 


COIL 




4,7UH 




5322 


158 


10628 


824 


COIL 




100UH 




5322 


158 


20448 


MIXER/KF-U1 














851 


DIODE 


DB 


BAL. MIXER 


TFM4 


5322 


130 


32168 


852 


DIODE 


DB 


BAL. MIXER 


TFM2 


5322 


130 


32167 



RF UNIT 2 



TKANSIST0RS/RF-U2 



351 

352 

353 

354-360 
361 

PIODES/R F U2 

401 ,402 
403 
405 

411,412 
421 
431 



TRANSISTOR 


BF480 


5322 


130 


44582 


TRANSISTOR 


BFR96/02 


5322 


130 


44911 


TRANSISTOR 


BD677 


4822 


130 


41484 


TRANSISTOR 


BC548B 


4822 


130 


40937 


TRANSISTOR 


BCY79/VIII 


5322 


130 


44908 


U2 


DIODE 


BAX12A 


5322 


130 


34605 


DIODE , REFERENCE 


BZV46-C2VO 


4822 


130 


31248 


DIODE 


BAW62 


4822 


130 


30613 


DIODE 


BB909A 


5322 


130 


32162 


DIODE 


BB405B 


5322 


130 


34953 


DIODE , REFERENCE 


BZX79-B27 


4822 


130 


34379 



INTEGRATED CIRCUITS/RF-U2 



301 ,302 


INTEGR. CIRCUIT 


303 


INTEGR. CIRCUIT 


304 


INTEGR. CIRCUIT 


305 


INTEGR. CIRCUIT 


306 


INTEGR. CIRCUIT 


307 


INTEGR. CIRCUIT 


308 


INTEGR. CIRCUIT 


309,310 


INTEGR. CIRCUIT 


311 


INTEGR. CIRCUIT 


312 


INTEGR.CIRCUIT 


313 


INTEGR. CIRCUIT 


314 


INTEGR.CIRCUIT 


315 


INTEGR.CIRCUIT 


321 


INTEGR.CIRCUIT 


322 


INTEGR.CIRCUIT 


323 


INTEGR.CIRCUIT 


323** 


INTEGR.CIRCUIT 




** see info fig 



CAPACIT0RS/RF-U2 



481,482 

483-487 

488-495 

496 

501-502 

503 



CAP,FEEDTROUGH 
CAP,FEEDTROUGH 
CAP,FEEDTROUGH 
CAPACITOR , CERAM 
CAPACITOR, CERAM 
CAPACITOR, CHIP 



504 CAPACITOR ^ CERAM 

505,506 CAPACITOR, CERAM 



OM350 


5322 


209 


81008 






1 1C90DC 


5322 


209 


85458 


LO 


07 onw 


MC10131P 


5322 


209 


85802 






1 1C90DC 


5322 


209 


85458 






OM350 


5322 


209 


81008 






SP4541 


5322 


209 


82348 






HEF4040BP 


5322 


209 


14269 






HEF4071BP 


5322 


209 


14053 






HEF4073BP 


5322 


209 


14066 






MC4044L 


5322 


209 


85821 






HEF4024BP 


5322 


209 


14103 






HEF4750VD 


5322 


209 


10524 






NE538N 


5322 


209 


81343 






790 5UC 


5322 


130 


44843 






UA7805CU 


5322 


209 


84841 






UA723CN 


5322 


209 


85889 


1.0 


06 onw 


NE550N 


5322 


209 


85797 


unt 


.LO 05 



:,2NF 


80% 


160V 


5322 


122 


70114 


47PF 


10% 


160V 


5322 


122 


70112 


,2NF 


80% 


160V 


5322 


122 


70114 


100N 


10% 


50V 


5322 


122 


32002 


1NF 


10% 


63V 


5322 


122 


40419 


INF 


10% 


63V 


5322 


122 


31998 tiO 04 onw 


10PF 


2% 


63V 


5322 


122 


40 397 


22PF 


2% 


63V 


5322 


122 


40398 



* may be altered in test 




Sept .87 



9-13 



ITEM 


DESCRIPTION 








ORDERING 


CODE 


507 


CAPACITOR , CERAM 


10PF 


2% 


63V 


5322 


122 


40397 


508^511 


CAPACITOR , CERAM 


INF 


10% 


100V 


5322 


122 


40419 


509 


CAPACITOR , CERAM 


4,7NF 


10% 


100V 


5322 


122 


30128 


510 


CAP. ELECT. SAL 


15UF 


20% 


16V 


4822 


124 


20977 


512 


CAP. ELECT. SAL 


1UF 


20% 


25V 


4822 


124 


20944 


513/514 


CAP ACI TOR , CE RAM 


ICON 


10% 


50V 


5322 


122 


32002 


515 


CAPACITOR, CHIP 


1NF 


10% 


63V 


5322 


122 


31998 LO 0 5 onw 


520 


CAP ACI TOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


521 /531 


CAPACITOR , CERAM 


15UF 


10% 


16V 


4822 


124 


20977 


522 


CAPACITOR, CERAM 


18PF 


2% 


63V 


5322 


122 


40409 


523 


CAPACITOR, CHIP 


820PF 


80% 


400V 


5322 


122 


32001 


524 


CAPACITOR , CERAM 


2,7PF 


0,25PF 


63V 


5322 


122 


4040 1 


525 /532 


CAPACITOR , CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


533 


CAPACITOR , CERAM 


15PF 


10% 


400V 


5322 


122 


40417 


534 


CAPACITOR , CE RAM 


0,68PF 


0,25PF 


63V 


5322 


122 


40411 


535/545 


CAPACITOR , CERAM 


100N 


10% 


50V 


5322 


122 


32002 


536/541 


CAPACITOR, CERAM 


4,7NF 


10% 


10 0V 


5322 


122 


30128 


540 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


542 /543 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


546 


CAPACITOR , CE RAM 


INF 


10% 


63V 


5322 


122 


40419 


544/547 


CAPACITOR , CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


548 


CAPACITOR , CERAM 


1NF 


10% 


63V 


5322 


122 


40419 


549/551 


CAPACITOR , CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


550 


CAP.ELECTROLYT. 


100MU 




50V 


4822 


124 


21348 


552 


CAPACITOR, FOIL 


1UF 


10% 


50V 


5322 


121 


41883 


553 


CAP.ELECTROLYT. 


2,2UF 


50% 


63V 


4822 


124 


40244 


554-556 


CAPACITOR , CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


561 


CAPACITOR, FOIL 


220NF 


10% 


100V 


4822 


121 


40232 


562 


CAPACITOR, CERAM 


12PF 


2% 


63V 


5322 


122 


40404 


563 


CAPACITOR , TRIMM 


2,5-27P 




100V 


5322 


125 


54083 


564 


CAPACITOR, CERAM 


220PF 


2% 


63V 


5322 


122 


40407 


565 


CAPACITOR, CERAM 


120PF 


2% 


63V 


5322 


122 


40406 


566/567 


CAPACITOR , CERAM 


INF 


10% 


63V 


5322 


122 


40419 


570,571 


CAPACITOR, CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


572 


CAPACITOR, CERAM 


22NF 


80% 


63V 


5322 


122 


31795 


573 


CAPACITOR, FOIL 


680PF 


1% 


250V 


5322 


121 


54174 


574 


CAPACITOR, FOIL 


16NF 


1% 


160V 


5322 


121 


50612 


575 


CAPACITOR, FOIL 


10NF 


1% 


63V 


5322 


121 


54154 


576,577 


CAP,ELECTROLYT. 


200UF 


50% 


16V 


4822 


124 


40196 


578 


CAPACITOR, CERAM 


100N 


10% 


50V 


5322 


122 


32002 


579 


CAPACITOR, FOIL 


470NF 






5322 


121 


41884 


580 


CAPACITOR, CERAM 


4,7NF 


10% 


100V 


4822 


122 


30128 


581 


CAPACITOR, CERAM 


330PF 


2% 


100V 


4822 


122 


31353 


591-593 


CAP.ELECTROLYT. 


220UF 


50% 


16V 


4822 


124 


40196 


594 


CAP, ELEC. SAL 


4/7UF 


20% 


25V 


4822 


124 


10367 


595 


CAPACITOR, CERAM 


470PF 


10% 


100V 


5322 


122 


31796 


596 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


597 


CAPACITOR, CERAM 


12PF 


2% 


63V 


5322 


122 


40404 


RESISTOR/RF-U2 














604,616* 


RE S I S TOR , CARBON 


16E 


5% 


0,2W 


4822 


111 


30712 


605 


RESISTOR, M. FILM 


IE 


1% 


0,4W 


4822 


116 


51179 


608 


RESISTOR, CARBON 


75E 


5% 


0,2W 


4822 


111 


30787 


626* 


RESISTOR, CARBON 


16E 


5% 


0,2W 


4822 


111 


30712 


627 


RESISTOR, CARBON 


51E 


5% 


0,2W 


4822 


111 


30769 


632 


RESISTOR, M. FILM 


1E33 


1% 


0,4W 


5322 


1 16 


51357 


633 


RESISTOR, CARBON 


360E 


5% 


0,2W 


4822 


111 


30746 


637 


RESISTOR-NETW. 


5X4 7K 


5% 0 


,125W 


5322 


116 


90129 


676 


RESISTOR, HT 


2,7M 




0,2W 


4822 


110 


72198 


693 


RESISTOR, CARBON 


51E 


5% 


0,2W 


4822 


111 


30769 



I 



* value may be altered in test 




Sept ,87 



9-14 



ITEM 


DESCRIPTION 








ORDERING 


CODE 




' 


694 


RESISTOR, CARBON 


100E 


5% 


0,2W 


4822 


111 


30324 






695 


RESISTOR, CARBON 


10E 


5% 


0,2W 


4822 


111 


30347 






698 


RESISTOR, CARBON 


39E 


5% 


0,2W 


4822 


111 


30069 




04 onw* 


699 


RESISTOR, M. FILM 


24E 


5% 


0,2W 


4822 


1 16 


52187 


XC) 


04 onw. 



CRYSTAL/RF-U2 



751 


CRYSTAL 


5,00MHZ 




5322 


242 


70718 


COILS/RF-U2 














801 


COIL 


4,7UH 






5322 


158 


10628 


805-808 


COIL 


15UH 






5322 


158 


10629 


813 


COIL 


15UH 






5322 


158 


10629 


MIXER/RF-U2 














851 


DIODE 


DB BAl 


MIXER 


TFM4 


5322 


130 


32168 


CONNECTION 


BOARD RF, CAPACITORS 














1-4 


CAP,FEEDTROUGH 


2,7NF 


80% 


160V 


5322 


122 


70115 


5,8 


CAP,FEEDTROUGH 


47PF 


10% 


160V 


5322 


122 


70113 


6,7 


CAP,FEEDTROUGH 


2,2NF 


80% 


160V 


5322 


122 


70115 


13-16 


CAP , FEEDTROUGH 


2,2NF 


80% 


160V 


5322 


122 


70115 


2 1 ,22 


CAP,FEEDTROUGH 


47PF 


10% 


160V 


5322 


122 


70113 


23-33 


CAP, FEEDTROUGH 


2 ,2NF 


80% 


160V 


5322 


122 


70115 


34-36 


CAP, FEEDTROUGH 


47PF 


10% 


160V 


5322 


122 


70113 


40-43 


CAP , ELEC . TANTAL 


10UF 


50% 


16V 


5322 


124 


14066 


532 


CAP,ELECTRLYT. 


68UF 


50% 


16V 


4822 


124 


20689 


533 


CAPACITOR, FOIL 


47 ON 


10% 




5322 


121 


41884 


RF UNIT 10 
















DIODES/RF- 


U10 














401 ,402 


DIODE 


BA244 






5322 


130 


34794 


CAPACITORS/RF-U1 0 














501,504 


CAPACITOR, CERAM 


18PF 


2% 


63V 


5322 


122 


40421 


502,503 


CAPACITOR, CERAM 


39PF 


2% 


63V 


5322 


122 


40422 


RF UNIT 1 
















DIODES/RF- 


U1 1 














401,402 


DIODE 


BA244 






5322 


130 


34794 


CAPACITORS/RF-U1 1 














501 ,504 


CAPACITOR, CERAM 


10PF 


2% 


63V 


5322 


122 


40397 


502,503 


CAPACITOR, CERAM 


18PF 


2% 


63V 


5322 


122 


40421 


505 


CAPACITOR, CHIP 


INF 


10% 


63V 


5322 


122 


31998 


RESISTORS/RF-U1 1 














601 


RESISTOR, CARBON 


IK 


5% 


0,2W 


4822 


116 


52204 


602 


RESISTOR, CARBON 


39E 


5% 


0,2W 


4822 


111 


30069 


POWER AMPLIFIER/RF,U12 (PM 5390S only) 












INTEGRATED 


CIRCUITS/RF-U1 2 














301 ,302 


INTEGR.CIRCUIT 


GPD331 






5322 


2 09 


81781 


303 


INTEGR. CIRCUIT 


MWA330 






5322 


209 


81782 


304 


INTEGR. CIRCUIT 


MWA320 






5322 


209 


81778 



value may be altered in test 




Sept. 87 



9-15 



ITEM 



DESCRIPTION 



ORDERING CODE 



PIOPES/RF-U12 



401—404 


DIODE 


BA379 






5322 


130 


80399 








405,406 


DIODE 


BAX12A 






5322 


130 


34605 








CAPACITORS/RF-U1 2 




















501-516 


CAPACITOR, CHIP 


220NF 


10% 


63V 


5322 


122 


31999 








517-520 


CAPACITOR, TRI MM 


0,6-3,5PF 




160V 


5322 


125 


60098 








518 ,523 


CAP. CHIP 


220NF 


10% 


63V 


5322 


122 


31999 


LO 


07 


onw 


521 


CAPACITOR , CERAM 


INF 


10% 


63V 


5322 


122 


40419 


LO 


07 


onw 


522 ,524 


CAPACITOR, CHIP 


OP68 0 


,25PF 


63V 


5322 


122 


40411 


LO 


07 


onw 


530 


CAP . FEEDTROUGH 


FKE350 






5322 


121 


44228 








RESISTORS/RF-U1 2 




















601 


RESISTOR, CHIP 


4E7 


10% 


0,1 25W 


5322 


111 


90376 








602 ,606 


RESISTOR, CARBON 


IK 


5% 


0,2W 


4822 


111 


30269 








607 


RESISTOR, M. FILM 


1E78 


1% 


0,4W 


5322 


116 


51755 








610 ,615 


RESISTOR 


IK 


5% 


0,2W 


4822 


111 


30269 








619 


RESISTOR, CARBON 


16E 


5% 


0,2W 


4822 


111 


30712 








620* 


RESISTOR, CARBON 


270E 


5% 


0,2W 


4822 


116 


52217 








622 ,633* 


RESISTOR , CARBON 


360E 


5% 


0,2W 


4822 


111 


30746 








624 


RESISTOR, M. FILM 


39 OE 


5% 


1,6W 


4822 


116 


51104 








626* 


RE S I STOR , CARBON 


39E 


5% 


0,2W 


4822 


111 


30069 


LO 


05 


onw 


631 


RESISTOR, CARBON 


220E 


5% 


0,2W 


4822 


111 


30327 








632 ,634* 


RESISTOR, CARBON 


10E 


5% 


0,2W 


4822 


1 16 


52176 









* value may be altered in test 




9-17 



LACQUERED METAL FILM RESISTORS MR25 



style 


resistance range 


tol. 

±% 


series 


temperature 

coefficient 

±ppm/®C 


limiting 
voltage (r.m.s.) 
V 


service code no. 
5322 116 5.... 


MR 25 


4,99 n - 301 kS2 


1 


E96 


* 

50 


250 


followed by 



4,99 

5,11 

5,23 

5,36 

5.49 
5,62 

5.76 
5,90 
6,04 
6,19 
6,34 

6.49 

6.65 
6,81 
6,98 
7,15 
7,32 

7.50 
7,68 

7.87 

8,06 

8,25 

8,45 

8.66 

8.87 
9,09 
9,31 
9,53 

9.76 
10 
10,2 

10.5 

10.7 
11 

11.3 

11.5 

11.8 
12,1 

12.4 

12.7 

13 

13.3 

13.7 

14 

14.3 

14.7 

15 

15.4 

15.8 
16,2 



0568 

4192 

4113 
4239 

4102 
4128 

4413 
1064 

4114 
1049 
0862 
4112 

4414 
4013 

4103 

4415 

4416 

4417 

4418 
4046 

4419 
4099 

4421 
1051 
4101 
0863 

4422 
4258 

4423 
0452 

4111 

4071 

4424 
4059 

4425 

0838 
0738 
4069 

4427 
4261 
4082 
1047 

4428 

0839 

4429 

0412 

0902 

0925 

0861 

4431 



* For resistance values lower than 49,9 Q,: 100 ppm/^C. 



16,5 


4109 


16,9 


0627 


17,4 


4432 


17,8 


0418 


18,2 


4083 


18,7 


0895 


19,1 


4104 


19,6 


0473 


20 


1048 


20,5 


0678 


21 


4433 


21,5 


0677 


22,1 


0983 


22,6 


0491 


23,2 


4434 


23,7 


4014 


24,3 


4435 


24,9 


0903 


25,5 


4436 


26,1 


0876 


26,7 


4067 


27,4 


0493 


28 


0623 


28,7 


4068 


29,4 


4084 


30,1 


0904 


30,9 


4437 


31,6 


4034 


32,4 


4105 


33,2 


0527 


34 


4438 


34,8 


4027 


35,7 


4439 


36,5 


0409 


37,4 


4158 


38,3 


0954 


39,2 


4087 


40,2 


0926 


41,2 


4108 


42,2 


1052 


43,2 


0519 


44,2 


0818 


45,3 


0795 


46,4 


0492 


47,5 


0952 


48,7 


0511 


49,9 


4441 


51,1 


4442 


52,3 


4443 


53,6 


4444 



54,9 


4445 


56,2 


4446 


57,6 


4447 


59 


4448 


60,4 


4449 


61,9 


4451 


63,4 


4375 


64,9 


4453 


66,5 


4454 


68,1 


4455 


69,8 


4456 


71,5 


4457 


73,2 


4458 


75 


4459 


76,8 


0494 


78,7 


0578 


80,6 


4461 


82,5 


4462 


84,5 


4463 


86,6 


4464 


88,7 


4465 


90,9 


4466 


93,1 


4467 


95,3 


0569 


97,6 


4468 


100 


4469 


102 


4471 


105 


4472 


107 


4473 


110 


4474 


113 


4475 


115 


4476 


118 


4477 


121 


4426 


124 


4478 


127 


4479 


130 


4481 


133 


4482 


137 


4483 


140 


4484 


143 


4485 


147 


0766 


150 


4486 


154 


0506 


158 


4487 


162 


0417 


165 


4488 


169 


4489 


174 


4491 


178 


4492 



182 


4493 


187 


4494 


191 


4495 


196 


0676 


200 


4496 


205 


0669 


210 


4036 


215 


0457 


221 


4002 


226 


4497 


232 


4498 


237 


0679 


243 


0437 


249 


4499 


255 


4501 


261 


4502 


267 


4503 


274 


4504 


280 


4505 


287 


4506 


294 


4507 


301 


4508 


309 


4509 


316 


4511 


324 


4512 


332 


4513 


340 


4514 


348 


4515 


357 


0603 


365 


4516 


374 


4517 


383 


4518 


392 


4006 


402 


4519 


412 


4521 


422 


0459 


432 


4522 


442 


0592 


453 


4523 


464 


0536 


475 


4007 


487 


0508 


499 


4524 


511 


4525 


523 


4526 


536 


0621 


549 


0732 


562 


4009 


576 


4527 


590 


0561 



604 

619 

634 

649 

665 

681 

698 

715 

732 

750 

768 

787 

806 

825 

845 

866 

887 

909 

931 

953 

976 

IK 

1K02 

1K05 

1K07 

1K1 

1K13 

1K15 

1K18 

1K21 

1K24 

1K27 

1K3 

1K33 

1K37 

1K4 

1K43 

1K47 

1K5 

1K54 

1K58 

1K62 

tK65 

1K69 

1K74 

1K78 

1K82 

1K87 

1K91 

1K96 



4528 

4529 

4531 

4532 

4533 

4534 
4037 
0571 

4535 

4536 

4537 

4538 

4539 

4541 

4542 

4543 

4544 

4545 

4546 

4547 

4548 

4549 

4551 

4552 

4553 

4554 

4555 
0415 

4556 

4557 
4559 
0555 
0526 

4561 
0628 

4562 

4563 
0635 

4564 
0586 
0622 

4565 

4566 

4567 
0629 

5015 

4568 
0728 

4569 
4571 
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2K 


4572 


2K05 


0664 


2K1 


4573 


2K15 


0767 


2K21 


4574 


2K26 


0675 


2K32 


4575 


2K37 


4576 


2K43 


4004 


2K49 


0581 


2K55 


4577 


2K61 


0671 


2K67 


4578 


2K74 


0636 


2K8 


4579 


2K87 


0414 


2K94 


4581 


3K01 


0524 


3K09 


4582 


3K16 


0579 


3K24 


4583 


3K32 


4005 


3K4 


4584 


3K48 


4585 


3K57 


4586 


3K65 


4587 


3K74 


4588 


3K83 


4589 


3K92 


4591 


4K02 


4592 


4K12 


4503 


4K22 


0729 


4K32 


4594 


4K42 


0556 


4K53 


0631 


4K64 


0484 


4K75 


4008 


4K87 


0509 


4K99 


0523 


5K11 


4595 


5K23 


4596 


5K36 


4597 


5K49 


4598 


5K62 


4011 


5K76 


4599 


&K9 


0583 


6K04 


4601 


6K19 


0608 


6K34 


4602 


6K49 


4603 



6K65 


4604 


6K81 


4012 


6K98 


4605 


7K15 


4606 


7K32 


4607 


7K5 


4608 


7K68 


4609 


7K87 


0458 


8K06 


4611 


8K25 


4558 


8K45 


4612 


8K66 


4613 


8K87 


4614 


9K09 


4615 


9K31 


4616 


9K53 


4617 


9K76 


4618 


10K 


4619 


10K2 


4621 


10K5 


0731 


10K7 


4622 


11K 


4623 


11K3 


0668 


11K5 


4624 


11K8 


4625 


12K1 


0572 


12K4 


4626 


12K7 


0443 


13K 


0522 


13K3 


4627 


13K7 


4628 


14K 


4629 


14K3 


4631 


14K7 


4632 


15K 


4001 


15K4 


0479 


15K8 


4633 


16K2 


0593 


16K5 


4634 


16K9 


4635 


17K4 


4636 


17K8 


4637 


18K2 


4638 


18K7 


0558 


19K1 


4639 


19K6 


4641 


20K 


4642 


20K5 


4643 


21 K 


4644 


21 K5 


0451 



22K1 


4003 


22 K6 


0481 


23K2 


4645 


23K7 


4646 


24K3 


4647 


24K9 


4648 


25K5 


4649 


26K1 


4651 


26K1 


4652 


27 K4 


0559 


28K 


0667 


28 K7 


4653 


29 K4 


4654 


30K1 


4655 


30K9 


4656 


31 K6 


4657 


32K4 


4658 


33 K2 


0482 


34K 


4659 


34K8 


4661 


35K7 


4662 


36K5 


0726 


37 K4 


4663 


38K3 


0483 


39K2 


4664 


40K2 


4666 


41 K2 


4666 


42K2 


0474 


43 K2 


4667 


44K2 


4668 


45 K3 


4669 


46 K4 


0557 


47 K5 


4671 


48K7 


0442 


49K9 


0674 


51K1 


0672 


52K3 


4673 


53K6 


4674 


54K9 


4675 


56K2 


4676 


57K6 


4677 


59K 


4678 


60K4 


4679 


61 K9 


0872 


63 K4 


4681 


64K9 


0514 


66K5 


4682 


68K1 


4683 


69 K8 


4684 


71 K5 


4685 



73 K2 


0666 


75 K 


4686 


76K8 


4687 


78K7 


0533 


80K6 


4688 


82K5 


4689 


84K5 


4691 


86K6 


4692 


88 K7 


4693 


90K9 


4694 


93K1 


4297 


95 K3 


0567 


97 K6 


4695 


100K 


4696 


102K 


4697 


105K 


4698 


107K 


4699 


110K 


4701 


113K 


4702 


115K 


4279 


118K 


4703 


121K 


4704 


124K 


4705 


127K 


4706 


130K 


4707 


133K 


4708 


137K 


4709 


140K 


4259 


143K 


4711 


147K 


4712 


150K 


4713 


154K 


4714 


158K 


4715 


162K 


4716 


165K 


4717 


169K 


4718 


174K 


4719 


178K 


4721 


182K 


4722 


187K 


4723 


191K 


4724 


196K 


4725 


200 K 


4726 


205 K 


4727 


210K 


4208 


215K 


4728 


221 K 


4038 


226 K 


4729 


232 K 


4731 


237 K 


4732 



243K 


4733 


249K 


4734 


255 K 


473 5 


261 K 


4736 


267K 


4737 


274K 


4738 


280K 


4739 


287K 


4741 


294K 


4742 


301 K 


4743 


316 K 


5268 


332 K 


1184* 


348 K 


5499 


365 K 


5641 


374 K 


5457 


383 K 


5335 


402 K 


5283 


412 K 


5424 


422 K 


5247 


442 K 


5458 


464 K 


5207 


475 K 


1275 


499 K 


5468 


511 K 


5258 


536 K 


4758 


562 K 


1169 


590 K 


5567 


619 K 


5315 


649 K 


5331 


681 K 


5284 


750 K 


5532 


806 K 


1369 


825 K 


1398 


866 K 


1395 


909 K 


5533 


953 K 


1368 


1MAO 


5535 
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FREQUENCY SYNTHESIZER 






HEF4750V 

LSI 



( 



V 


1 




28 


Vqd 


STB 


2 




27 


MOD 


TCB 


~ 




26 


OUT 


OL 


4 






R 


TCA 


[I 




24 


NSi 


TRA 


[Z 




23 


NSq 


TCC 


[I 


HEF4750V 


22 


osc 


PCi 1 


[l 




21 


1 XTAL 


PC2 


[I 




20 


1 Ag 


Aq 


[Z 




19 


1 As 


Al 


[Z 




18 


1 *7 


A2 


Qi 




17 


|Ae 


A3 


Qi 




16 


1 *5 


CO 


[u 




15 


1 A4 



PINNING 

R 


phase comparator input, reference 


V 


phase comparator input 


STB 


strobe input 


TCA 


timing capacitor C/\ pin 


TCB 


timing capacitor Cg pin 


TCC 


timing capacitor Cq pin 


TRA 


biasing pin (resistor R/^) 


PCi 


analogue phase comparator output 


PC2 


digital phase comparator output 


MOD 


phase modulation input 


OL 


out-of-lock indication 


OSC 


reference oscillator/buffer input 


XTAL 


reference oscillator/buffer output 


Aq to Ag 


programming inputs/programmable 


NSq, N$i 


divider 

programming inputs, prescaler 


OUT 


reference divider output 



7Z84472 

Fig. 1 Pinning diagram. 

HEF4750VD: 28-lead DIL; ceramic (cerdip) (SOT-135A). 



I 



I 




crystal standard ^ 

external circuitry 7Z84473 



Fig, 2 Block diagram comprising five basic functions: phase comparator 1 (PCI), phase comparator 2 (PC2), phase modulator, reference oscillator 
and reference divider. These functions are described separately. 

N.B. PC^ = analogue output; PC 2 = 3-state output. 



October 1980 
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HEF4751V 

LSI 



UNIVERSAL DIVIDER 



The HEF4751 V is a universal divider (U.D.) intended for use in high performance phase lock loop 
frequency synthesizer systems. It consists of a chain of counters operating in a programmable feedback 
mode. Programmable feedback signals are generated for up to three external (fast) ^10/11 prescaler. 

The system comprising one HEF4751 V U.D. together with prescalers is a fully programmable divider 
with a maximum configuration of: 5 decimal stages, a programmable mode M stage (1 < M < 16, non- 
decimal fraction channel selection), and a mode H stage (H = 1 or 2, stage for half channel offset). 
Programming is performed in BCD code in a bit-parallel, digit-serial format. 

To accommodate fixed or variable frequency offset, two numbers are applied in parallel, one being 
subtracted from the other to produce the internal programme. 

The decade selection address is generated by an internal programme counter which may run continuous- 
ly or on demand. Two or more universal dividers can be cascaded, each extra U.D. (in slave mode) adds 
two decades to the system. The combination retains the full programmability and features of a single U.D. 
The U.D. provides a fast output signal FF at output OFF, which can have a phase jitter of ± 1 system 
input period, to allow fast frequency locking. The slow output signal FS at output OFS, which is 
jitter-free, is used for fine phase control at a lower speed. 



28][^[2^[25][2^[23][2^[ri][2^(T9]n8]fT7][^ 



DD 



OFF Rl OFS . 



OFBq 



OFBo 



‘ OFB 



OSY IN 83 83 B 



Bf 



SI 



HEF4751V 

A3 A2 Ai Aq OD0 ODg OD4 OD3 OD2 OD-| ODq PE PC ^55 



[9]' [j^ [1^ 11^ Q3J LliJ 

7Z84464 

Fig. 1 Pinning diagram. 



SUPPLY VOLTAGE 



rating 


recommended 


operating 


- 0,5 to -1-18 


4,5 to 12,5 V 



HEF4751VP : 28-lead DIL; plastic (SOT-117). 
HEF4751VD: 28-lead DIL; ceramic (cerdip) (SOT-135A). 
HEF4751 VT : 28-lead mini-pack; plastic 
(SO-28;SOT-136A). 



FAMILY DATA 



IqD Limits category LSI 



see Family Specifications 



May 1983 
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^ ^ j ( H ( L ( test state 

= HIGH state (the more positive voltage) 

= LOW state (the less positive voltage) 

“_state is Immaterial 
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11 C 90 



10/11 PRESCALER 



GENERAL DESCRIPTION - The 11C90 is a high speed prescaler designed specifically for com- 
munication and instrumentation applications. It will divide by either 10 or 11 over a frequency 
range from dc to typically 650 MHz. The division ratio is controlled by the mode control. The di- 
vide by 10 or 11 capability allows the use of pulse swallowing techniques to control high speed 
counting moduios by lower speed circuits. The 1 1 C90 may be used with either ECL or TTL power 
supplies. 

In addition to the ECL outputs Q4 and Q4, the 1 1C90 contains an ECL-to-TTL converter and a TTL 
output. The TTL output operates from the same Vqq and Vgg levels as the counter, but a separate 
pin is used for the TTL circuit This minimizes noise coupling when the TTL output switches and 
also allows power consumption to be reduced by leaving the separate Vgg pin open if the TTL out- 
put is not used. 

To facilitate capacitive coupling of the clock signal, a 400 Q resistor (Vp^p) Is connected internally 
to the V33 reference. Connecting this resistor to the Clock Pulse input (CP) automatically centers 
the input signal about the switching threshold. Maximum frequency operation is achieved with a 
50% duty cycle. 

Each of the Mode Control inputs is connected to an internal 2 k resistor with the other end uncom- 
mitted (RM-j and RM2). An M input can be driven from a TTL circuit operating from the same Vqq 
by connecting the free end of the associated 2 k resistor to When an M input is driven from 

an ECL circuit, the 2 k resistor can be left open or, if required, can be connected to V33 to act as a 
puH-down resistor. The device is packaged in a hermetic 16-pin ceramic Dual In-line package. It is 
available in commercial and military temperature ranges. 



• VERY HIGH SPEED - 650 MHz TYPICAL 

• DIVIDE BY 10/11 MODE CONTROL 

• OPERATES FROM TTL OR ECL POWER SUPPLY 

• HIGH SPEED TOTEM POLE TTL OUTPUT - 20 mA FAN-OUT 

• COMPLEMENTARY ECL OUTPUTS DRIVE 50 Q LINES 

• SEPARATE TTL GND {Vgg) PIN MINIMIZES NOISE COUPLING 

• PULL-UP RESISTORS ON MODE CONTROL INPUTS FOR TTL COMPATIBILITY 

• INTERNAL BIASING REFERENCE FOR AC COUPLED CLOCKING 

• INTERNAL 50 kO INPUT PULL-DOWNS - UNUSED INPUTS MAY BE LEFT OPEN 

• COUNT ENABLE CONTROL FOR GATED CLOCKING 

• ASYNCHRONOUS MASTER SET FOR INITIALIZING 



PINJJAMES 

CE 

CP 

Mn 

MS 



04,04 

om 

RMn 

''ref 



Count Enable Input {Active LOW) 
Clock Pulse Input 
Count Modulus Control Input 
Asynchronous Master Set Input 
Complementary ECL Outputs 
TTL Output 
2 k Resistor to M^ 

400 O Resistor to V3g 



LOGIC SYMBOL 



2 3 




Vcc=Pin4 

VgE= Pin 12 
Vee (TTL) = Pin 13 



CONNECTION DIAGRAM 
DIP (TOP VIEW) 
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FAIRCHILD ECL • 11C90 




NOTE: This diagram is provided for understanding of logic operation only. It should not be used for evaluation of 
propagation delays as many internal functions are achieved more efficiently than shown. 

FUNCTIONAL DESCRIPTION - The 1 1 C90 contains four ECL flip-flops, an ECL to TTL converter and a Schottky TTL output buffer vvith 
an active pull-up. Three of the flip-flops operate as a synchronous shift counter driving the fourth flip-flop operating as an asynchronous 
toggle. The internal feedback logic is such that the TTL output and the Q 4 ECL output are HIGH for six clock periods and LOW for five clock 
periods. The Mode Control (M) inputs can modify the feedback to make the output HIGH for five clock periods and LOW for five clock per- 
iods, as indicated in the Count Sequence Table. 

The feedback logic is such that at the instant the output goes HIGH, the circuit is already committed as to whether the output period will 
be 10 or 1 1 clock periods long. This means that subsequent changes in an M input signal, including decoding spikes, will have no effect 
on the current output period. The only timing restriction for an M input signal is that it be in the desired state at least a set-up time before 
the clock that follows the HHLL state shown in the table. The allowable propagation delay through external logic to an M input is maxi- 
mized by designing it to use the positive transition of the 1 1 C90 output as its active edge. This gives an allowable delay of ten clock per- 
iods, minus the CP to Q delay of the 1 1 C90 and the M to CP set-up time. If the external logic uses the negative output transition as its active 
edge, the allowable delay is reduced to five clock periods minus the aforementioned delay and set-up time. 

Capacitively coupled triggering is simplified by the 400 0 resistor which connects pin 15 to the internal Vg 0 reference. By connecting this 
to the CP input, as shown in Figure a. the clock Is automatically centered about the input threshold. A clock duty cycle of 50% provides the 
fastest operation, since the flip-flops are master/ slave types with offset clock thresholds between master and slave. This feature ensures 
that the circuit will operate with clock waveforms having very slow rise and fall times, and thus, there is no minimum frequency restric- 
tion. Recommended minimum and maximum clock amplitude as a function of a frequency and temperature are shown in the graph labeled 
Figure e. When the CP or any other input is driven from another ECL circuit, normal ECL termination methods are recommended. One 
method is indicated in Figure b. Other ECL termination methods are discussed in the Fairchild ECL Handbook, Chapters 4 and 5. 

When an IVI input is to be driven from a TTL output operating from the same Vqq and ground (Vgg), the internal 2 k resistor can be used to 
pull the TTL output up as shown in Figure c. Some types of TTL outputs will only pull up to within two diode drops of Vqq, which Is not 
high enough for 11C90 inputs. The resistor will pull the signal up through the threshold region, although this final rise may be somewhat 
slow, depending on wiring capacitance. A resistor network that gives faster rise and also lower impedance is shown in Figure d. 

The ECL outputs have no pull-down resistors and can drive series or parallel terminated transmission lines. For short interconnections that 
do not require impedance matching, a 270 Cl to 5100 resistor to Vgg can be used to establish the Vq|_ level. Both Vqq pins must always be 
used and should be connected together as close to the package as possible. Pin 1 2 must always be connected to the Vgg side of the supply, 
white pin 13 is required only if the TTL output is used. Low impedance and Vgg distribution and rf bypass capacitors are recommend- 
ed to prevent crosstalk with other circuits. 



COUNT SEQUENCE TABLE 
Q<j Q2 Q3 Q4{QTTL) 




Note: A HIGH on MS forces all Qs HIGH. 




MAKING PROGRAMMABLE UHF COUNTERS 
WHEN NONE ARE AVAILABLE OR . . . 

PULSE SWALLOWING REVISITED 

(Reprinted from Fairchild Journal of Semiconductor Progress, Vol 3, No. 4) 



Recent developments have aroused greater interest in VHP 
and UHF counters for applications such as mobile commu- 
nications and digitally tuned FM and TV receivers. Along with 
such new applications, of course, comes the need for suitable 
test instruments and signal generators. Although these appli- 
cations differ in many ways, they have one thing in common 
“the need for high speed programmable counters. However, 
it seems inevitable that for some applications the available 
programmable counters are not fast enough; or, the counters 
that are fast enough lack the programming capability. One 
way of getting around this dilemma is to combine the talents 
4 Df a high speed counter with those of a programmable count- 
er. Figure 1 shows such a combination, with a UHF prescaler 
and a programmable counter (the "units" decade) cooperat- 
ing in a pulse swallowing* scheme to simulate a program- 
mable UHF decade. 



in a pulse swallowing counter. The built-in flexibility of th^Se 
circuits is at the expense of speed, due to the auxiliary gatin g, 
the full synchronism, and the time required to do the hous^. 
keeping. 

Figure 3 illustrates a conventional divider using the fully pro- 
grammable circuits. The TC output of the first decade is des- 
ignated f 2 and gates the f-| pulses into the second stageThe 
TC of the second stage is the final output f 3 and also the PE 
signal for both stages. Following a Preset, the first stage pro- 
duces an f 2 pulse (one f*| period wide) after the first K putsos 
of f-j and thereafter produces one f 2 pulse for every 10 f 
pulses. The second stage, which could as easily be two or 
more decades, produces an output pulse for every 10 pulses 
of f 2 - Treated as a system building block, the overall divide 
ratio N can be expressed as follows. 



Pulse swallowing has been described as a way of combining 
a counter that is very fast, but rather dumb, with a counter 
that is very smart, but rather slow, to make the rest of the 
logic think that there is a very fast, very smart counter up 
front. For purposes of discussion, a smart counter is defined 
as one that is fully programmable and directly or indirectly 
satisfies a few other requirements. Examples are the 10010/ 
16 and 95010/16 ECL circuits and the 93S10/16 TTL ele- 
ments illustrated in Figure 2. Each circuit has a Terminal 
Count (TC) output which is normally in the inactive state and 
goes to the active state (LOW for ECL, HIGH for TTL) when 
the circuit reaches its maximum count, and stays active as 
long as the circuit retains the maxirnum count. Each circuit 
has an active-LOW Parallel Enable (PE) input and Individual 
Preset data (Pp) inputs for the four flip-flops. A LOW signal on 
PB inhibits counting and enables synchronous presetting. A 
Count Enable (CE) input can prevent counting but cannot 
prevent presetting. Thus the synchronous operating modes of 
these circuits are Count Up, Hold and Preset, all of which are 
utilized in either a straightforward programmable counter or 



N = K+10(M) (1) 

For changing the overall divide ratio, K can be considered a 
fine adjustment and M a course adjustment; therefore, the 
change in N due to changes in K and M is 

AN = AK+ 10(AM) (2) 

The fixed ratio counter or prescaler is at the high end of the 
speed scale, but at the low end of the Intelligence scale, ^/g- 
ure 4 illustrates a fixed prescaler driving a programmable 
counter. The fixed prescaler takes away some of the flexi- 
bility in choosing the overall divide ratio N and in the fine 
adjustment of N, as shown in Equations 3 and 4. 

N = P • M 

AP = 0 

AN = P(AM) (4) 



pqeSET DATA 
(NIN£S COMPUMENT1 



TENS HUNORCOS THOUSANDS 




•Nichols. J. and Shinn. C.. "Pulse Swallowing". EON. October 1. 1970. 
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While fully programmable counters offer a choice of 9 or 15 
different divide ratios, the fixed prescaler offers only one 
choice. In between these two extremes is the variable mod- 
ulus prescaler, in which a little bit of speed is sacrificed in 
favor of a little freedom in choosing divide ratios. A prescaler 
of this type plays a leading role in a pulse swallowing count- 
er. An example is the 650 MHz 11C90 -r 10/11 prescaler 
shown symbolically in Figure 5. 

The 1 1C90 contains three ECL flip-flops operating as a syn- 
chronous shift counter, driving a fourth ECL flip-flop operat- 
ing as an asynchronous toggle. A shift counter is used because 
it is the fastest configuration in the synchronous menagerie. 
As a concession to speed, there are no preset inputs and only 
the outputs of the fourth flip-flop are brought out of the pack- 
age. A third output repeats the Q waveform via an internal 
converter and a high speed totem-pole TTL buffer. The intern- 
al feedback logic is such that the output is HIGH for six cycles 
and LOW for five cycles of the input clock. An auxiliary input 
can modify the feedback so that the output is HIGH for five 
cycles and LOW for five cycles. In either case, at the instant 
the output goes HIGH, the circuit is already committed as to 
whether the output period will be 10 or 1 1 clock cycles long. 
Further, the decision as to the length of the next output period 
need not be made until just before the final (10th or 11th) 
clock of the current period. This feature means that any ex- 
ternal logic operating with the 11C90 has almost 10 (or 11) 
clock periods in which to decide what the divide ratio of the 
next output period will be and apply the appropriate signal to 
the auxiliary control input. 

A highly simplified block diagram of a pulse swallowing 
counter is shown in Figure 6. The variable modulus prescaler 
is shown as two fixed prescalers with a switch to select the 



output of either one. A swallow counter controls the position 
of the switch, while a program counter provides the net out- 
put f 3 , which also serves as a Preset control. At the beginning 
of a cycle, the switch selects the upper prescaler. After S pul- 
ses of swallow counter throws the switch to thelt>wer 

prescaler output. Still later, the program counter reacihes 
maximum and causes a Preset. This in turn causes the swa ||ow 
counter to throw the switch back to the upper prescaler out- 
put and start a new cycle. 

A slightly more sophisticated block diagram of a pulse swal- 
lowing counter is shown in Figure 7. The prescaler and the 
swallow counter are each one stage, while the program 
counter is normally two or more stages. As a starting point, 
assume that a parallel enable signal has just occurred and the 
preset data has been synchronously entered into ail the 
counter flip-flops. This action returns the two TC outputs to 
the inactive state, ending the Preset mode. The TC signal of 
the swallow counter enables its CE input and changes the 
prescaler to the upper (numerically larger) divide ratio. Both 
counters start counting up, and after S pulses of f 2 the swal- 
low counter reaches maximum, its TC output becomes active, 
locking it into the maximum state and simultaneously chang- 
ing the prescaler to the lower divide ratio. The program count- 
er continues counting up to its maximum, whereupon its TC 
output goes to the active state to enable the Preset mode and 
start a new operation cycle. 

It is important to note that the divide ratio M of the program 
counter determines how many f 2 pulses there are in a com- 
plete program cycle; the swallow counter isn't involved. The 
role of the swallow counter is to modify, within limits, the 
number of f*| pulses into the prescaler that are required to 
produce the M pulses of f 2 - 
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Fig. 2. Examples of Programmable Counters 
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Fig. 3. Conventional Programmable Divider 
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Fig. 5. Variable Modulus 10/11 650 MHz Prescaier 
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Fig. 6. Simulated Function of a Swallow Counter 
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(a) (b) 

Fig. 7. Pulse Swallowing Counter and Equivalent System Building Block 



The divide ratios are summarized as follows: 

U = upper (larger) divide ratio of the prescaler 
L = lower divide ratio of the prescaler 
S = divide ratio of the swallow counter 

= number of times the prescaler divides by U 
in a complete program cycle 
M = divide ratio of the program counter 
= total number of prescaler cycles in a 
complete program cycle 

From these definitions, the number of times the prescaler div- 
ides by its lower ratio in one program cycle can be determined. 

M-S = number of times the prescaler divides by L 
in a complete program cycle 

The number of f-j pulses that occur in each of the prescaler 
modes during a complete program cycle can be stated as fol- 
lows: 

U*S = number of f^ pulses into the prescaler 
during its upper mode 

L(M-S) = number of f^ pulses into the prescaler 
during its lower mode 

U*S + L(M-S) — total number of ft pulses into the pre- 
scaler during a complete program 
cycle 

Figure 7b shows the pulse swallowing programmable count- 
er as a single functional block, and the overall divide ratio N 
can be stated from the above definitions. 

N = fi/f3 = U«S + L{M-S) (5) 

Alternatively: 

N = (U-L)S + LM (6) 

In Figure 7a, the preset data inputs suggest that S and M are 
fine and course program controls respectively. The effect of 
changing S can be determined by letting S increase by one 
and the subtracting Equation 5. 

N' = (U-L) (S+D + LM 
= (U-L)S + LM + (U-L) 

AN =N'-N = U-L 

And in the general case: 



Equation 7 offers some insight into why the most popular 
variable modulus prescalers have divide ratios such as 1 O/ 
1 1 and 5/6. U and L differ only by one and changing S by a 
certain amount changes N by the same amount. Thus the 
combination of the prescaler and the swallow counter actsHke 
a single, very fast, fully programmable divider. A similar 
analysis with M as the variable shows that the smallest ad- 
justment afforded by the program counter is L. 

N' = (U-L)S + L(M + 1) 

= (U-L)S + LM 4- L 
AN - N = L 

And in the general case: 

AN = L(AM) (8) 

Combining Equations 7 and 8 gives an expression for the ef« 
fects of changing either or both S and M. 

AN = (U-D(AS) + L(AM) (9) 

Notice that if U is 1 1 and L is 10, Equation 9 is the same as 
Equation 2 and Equation 6 is the same as Equation 1 , since 
the swallow counter of Figure 7 and the first stage of Figure 3 
are the same type of circuit; thus S and K have the same 
meaning. Using 1 0 for L also means that the program counter 
can be made up of cascaded decade counters, with each dec- 
ade corresponding to a decimal digit of the total divide ratio 
N. This is best shown by a numerical example. 

To get N = 4367 
with U = 1 1 
and L = 10, 
make S = 7 
and M = 436 

As a check, substitute these values into Equation 5. 

N = U*S + L (M-S) 

= (11)7 + 10 (436-7) = 77 + 4290 
= 4367 

Thus, the pulse swallowing counter is programmed in the 
same way as the divider of Figure 3. A practical limitation on 
the pulse swallowing technique is that M cannot be less than 
S; otherwise the program counter would reach maxirnom 
count before the swallow counter, and the latter would not 
have a chance to change the divide ratio of the prescaler be- 
fore being preset. The prescaler would then operate thes^me 
as the fixed prescaler of Figure 4. Thus with decade program- 
ming, the practical minimum divide ratio for a pulse swallow- 
ing counter is 90. 



AN = (U-L) (AS) 
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CODING SYSTEM OF FAILURE REPORTING FOR QUALITY 
ASSESSMENT OF T & M INSTRUMENTS 
(excl. potentiometric recorders) 

The information contents of the coded failure description is necessary for our computerized processing of 

quaiity data. , 

Since the reporting of repair and maintenance routines must be complete and exact, we give you an examp e 

of a correctly filled-out PHILIPS SERVICE Job sheet. 

Factory /Serial no. 



Country Day Month Year 

'3T2 



Typenumber 



/Version 



1 


0 

If) 


4 


0 


0 



0 


0 


"ivT 


B 


0 


0 


0 


0 


0 



~D\ 


o|o 


_ 0 ^ 


0 


0 


0 



CODED FAILURE DESCRIPTION 






© 

Nature of call 

Installation 
Pre sale repair 
Preventive 
maintenance 
Corrective 
/\ maintenance 
Other 



Location Component/sequence no. Category 





Q> 

Job completed 




Working time ® 



TTIT] Hrs 



Detailed description of the Information to be entered in the various boxes: 
©Country: | 3 1 2 ] = Switzerland 



©Day Month Year 1 1 | 5 1 0 | 4 | 7 [T| = 15 April 1975 
©Type number/Version |Q|p|m|3|2|6|o|o|2| = 



Oscilloscope PM 3260, version 02 (in later 
oscilloscopes this number is placed in front of 
the serial no) 



©Factory/Serial number [D|o|o|0|7|8|3^ 



DO 783 These data are mentioned on the type plate of 
the instrument 



(g) Nature of call: Enter a cross in the 
©Coded failure description 

Location 



These four boxes are used 
to isolate the problem area. 

Write the code of the part 
In which the fault occurs, e.g. unit 
rto or mechanical item no 
of this part (refer to 'PARTS 
LISTS' in the manual). 

Example: 0001 for Unit 1 
OOOA for Unit A 
0075 for item 75 
If units are not numbered, do not 
fill in the four boxes; see Example 
Job sheet. 



relevant box 



Component/sequence no. Category 



These six boxes are intended to 
pinpoint the faulty component. 

A. Enter the component 
designation as used in the circuit 
diagram. If the designation is 
alfa-numeric,the letters must be 
written (starting from the left) 
in the two left-hand boxes and 
the figures must be written (in 
such a way that the last digit 
occupies the right-most box) in 
the four right-hand boxes, 

B- Parts not identified in the 
circuit diagram: 

990000 Unknown/Not applicable 
990001 Cabinet or rack (text 

plate, emblem, grip, rail, 
graticule, etc.) 

990002 Knob (incl. dial knob, cap, 
etc.) 

990003 Probe (only if attached 
to instrument) 

990004 Leads and associated plugs 
990005 Holder (valve .transistor, 
fuse, board, etc.) 

990006 Complete unit (p.w. 

board, h.t. unit, etc.) 
990007 Accessory (only those 
without type number) 
99(X)08 Documentation (manual. 



□ 

0 Unknown, not applicable (fault 
not present, intermittent or 
disappeared) 

1 Software error 

2 Readjustment 

3 Electrical repair (wiring, solder 
joint, etc.) 

4 Mechanical repair (polishing, 
filing, remachining, etc.) 

5 Replacement (of transistor, 
resistor, etc.) 

6 Cleaning and/or lubrication 

7 Operator error 

8 Missing items (on pre-sale test) 

9 Environmental requirements are 
not met 



supplement, etc.) 
990009 Foreign object 
990099 Miscellaneous 



® Job completed: Enter a cross when the job has been completed. 

©Working time: Enter the total number of working hours spent in connection with the job (excluding 
travelling, waiting time, etc.), using the last box for tenths of hours. 

I I [ 1 fT] = 1,2 working hours (1 h 12 min.) 
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Fig. 30a Basic principle of operation 



Fig. 30 Block diagrann 
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Fig. 31 Front view 




Fig. 32 



Rear view 
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Fig. 34 Unit 10, Unit 7; Motherboard, Power supply 
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(see table 7.3.1 seq. 5.2.) 
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Units U1 and U2: component lay -out 
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Unit 5; Keyboard/display 
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RF unit 2: component lay-out 
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tel.; 21 8605/221 650/228003/221 025 

Taiwan; Philips Taiwan Ltd., 

150, Tun Hua North Road, 

P.O. Box 22978, Taipei; 
tel.; 886-2-712-0500 

Tanzania; Philips (Tanzania) Ltd., 

T.D.F.L. Building (l^f floor), Ohio/Upanga Road 
P.O. Box 20104, Dar es Salaam; tel.; 29571/4 

Thailand; Philips Electrical Co. of Thailand Ltd., 

283 Silom Road, P.O. Box 961, Bangkok 10500; 
tel.; 66-2-233 6330.9/2355 665.8 
Service Centre: 

29/1 Sanpavud Road, Bangna, Prakanong, 

Bangkok 10110; tel.; 66-2-396-1639/393 8772-6/ 
66-2-396-1437 

Tunisia; S.T.I.E.T., 32 bis. Rue Ben Ghedhahem, 

Tunis; tel.; 216-1-348666 

Tiirkiye; Turk Philips Ticaret A.S., 

Inonu Caddesi 78/80, Posta Kutusu 504, 

80074 Beyoglu, Istanbul; tel.; 90-1-1435910 

United Arab Emirates; Philips Middle East B.V., 

Dubai International Trade Centre, 11th floor, 

P.O. Box 9269, Dubai; tel.; 971 -4-37700 

United Kingdom; Pye Unicam Ltd., York Street, 
Cambridge CB1-2PX; tel.; 44-223-358866 
Service Centre: 

Pye Unicam Ltd., Service Division, 

Beddington Lane, Croydon CR9-4EN; 
tel.; 44-1-6843670 

Uruguay; Industries Philips del Uruguay S.A., 

Avda Uruguay 1287, Casilla de Correo 294, 

Montevideo; tel.; 915641 /2/3/4-919009 
Service ; 387777-387878-388484 

U.S.A.; 

Philips Test and Measurement Department Inc., 

California; Garden Grove 92645 

12882 Valley View Street, Suite 9; 

tel.; (213) 594-8741 / (714) 898-5000 

California; Milpitas 95035 

477 Valley Way; 

tel.; (408) 946-6722 

Florida; Winter Park 32789 

1850 Lee Road, Suite 229; 

tel.; (305) 628-1717 

Illinois; Itasca 60143 

500 Park Blvd., Suite 1170; 

tel.; (312) 773-0616 

Massachusetts; Woburn 01801 

21 Olympia Avenue; 

tel.; (617) 935-3972 

Minnesota; Minneapolis 55420 

7851 Metro Parkway, Suite 302; 

tel.; (612) 854-2426 

New Jersey; Mahwah 07430 

85 McKee Drive; 

tel.; 1-201-5293800 (Toll-free 800-6317172) 

Venezuela; Industries Venezolanas Philips S.A., 
Apartado Aereo 1167, Caracas 1010-A; 
tel.; 58-2-203.71 11 

Zaire; S.A.M.E./s.a.r.l., 137, Boulevard du 30 juin, 

B.P. 16636, Kinshasa; tel.; 31887-31888-31921 

Zambia; Philips Electrical Zambia Ltd., 

Mwembeshi Road, P.O.B. 31878, Lusaka; 
tel.; 218511/218701/218321 

Zimbabwe; Philips Electrical (Pvt) Ltd., 

62 Mutare Road, P.O. Box 994, Harare; 
tel.; 4721 1 /48031 

For information on change of address: 

Philips Export B.V., 

Industrial & Electro-acoustic Systems Division, 

Test & Measurement, Building TO III - 4, P.O. Box 218, 
5600 MD Eindhoven - The Netherlands 
Tel. 31-40-788476 



T&M/870415 




